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CHANGS/ERRATA INFORMATION 
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This change/errata contains information necessary to ensure the accuracy of 
the following manual. Enter the corrections in the manual if either one of 
the following conditions exist: 



1. The revision letter stamped on the indicated PCS is equal to or 
higher than that given with each change . 

2. No revision letter is indicated at the beginning of the change/errata. 
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8050A 



1- 1, paragraph 1-2, change the following sentence, 
o Conductance measurements up to 100,000 M 

o Conductance measurements up to 100,000 M equivalent resi 

2- 6, Figure 2-4, change item 5, 

PLACE 8050A m SERIES 
PLACE 8050A IN SERIES 

2-12, change paragraphs 2-43 and 2-44 to read: 

Voltage Measurement 

The following paragraphs contain additional information on 
measurement techniques for voltage measurements. 

On page 2-13, paragraph 2-54, change the second sentence, 

FROM: This error is called the burden voltage. 

TO: This voltage is called the burden voltage. 

ERRATA #2 

On page 2-3, following paragraph 2-21, add the following note: 

NOTE 

A software error has been documented in the analog 
to digital converter display sequence of the 
proprietary integrated circuit, U17 . In all 
ranges and functions, except negative dc volts and 
conductance, three exact counts (347 1/2, 247 1/2, 
and 147 1/2) cause the most significant digit to 
occasionally display the next lower digit. One 
condition, a count of exactly 47 1/2 causes the 
display to occasionally indicate ail zeros. This 
anomaly does not affect the function or accuracy 
of the instrument. 



ERRATA #1 

On page 

FROM: 

TO: 

On page 

FROM: 

TO: 

On page 

2-43. 
2-44 . 



stance . 



the 
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ERRATA #3 

On pages 5-8 and 601-8, Table 5-2 and 601-3, change R3, 

FROM: R31 RES, MTL. FILM, 1000 +5%, 1/10W| 5142651 89536] 514265] 1 

TO: R3 ] RES, MTL. FILM, 1000 +.05%, 1/lOW] 514265] 89536] 5142651 1 

On page 5-9, Table 5-2, add the static sensitive symbol to U18, U19, and 

U20 . 

On page 601-9, Table 601-3, add the following: 

U17^! IC, C-MOS, SI, N-CHANNEL, 40 PIN DIP] 524900] 89536] 524900] 1| 1 
Ul8*i IC, SELECTED { 8 0 50A-450 6 ) I 5159991 89536] 5159991 1] 1 

U19*i IC, SELECTED (8050A-4506-Q1) I 516005] 89536] 516005] 2| 1 

U20*l IC, SELECTED (8050A-4506-01) j 5160051 89536] 516005] REF 

ERRATA #4 

On page 4-7, Table 4-5, change the DISPLAY READING FOR steps 2 and 3, 
FROM: -37 .28 to -38.28 

TO; -37.63 to -37.93 

CHANGE #1 - 27416 

On pages 5-3 and 601-3, Tables 5-1 and 601-2, 

CHANGE: MP25ITEST LEAD W/PROBE (Y8132) | 516666 I 89536 I 516666 ]1 
TO: MP25ITEST LEAD (TL70) i 642033 I 89536 ! 642033 1 1 

ERRATA #5 

On page 1-4, Table 1-2, for both DC Current and AC Current, change the 
BURDEN VOLTAGE specifications, 

FROM: 0.3V max 

0 . 9V max 

TO; 0.3V typical 
0.9V typical 

ERRATA #6 

On page 4-2, Table 4-1, add the following to the bottom of the table: 

AC Calibrator AC Voltage 100 mV to lOOV John Fluke Model 5200A 20 
Hz +/-.!% 

On page 4-6, add the following information: 

4-35a. Use the following procedure to verify proper operation of the 
low frequency ac voltage measurement functions: 



7/85 



2 




8050A 



1. Connect the AC Calibrator to the 8050A as follows: HI to the V/K 
/S input connector and LO to the COMMON input connector. 

2. For each step in Table 4-4a, select the switch positions shown 
and adjust the AC Calibrator to the required 8050A voltage input 
level and frequency, then verify that the 8050A display is within 
limits . 

3. This concludes the low ac linear voltage test. If desired, 
proceed directly to the dB Voltage Test. 

Table 4-4a. Low Frequency AC Linear Voltage Test 



‘ 




UUT INPUT 


DISPLAY * 


STEP 


RANGE 


LEVEL 


FREQUENCY 


READING 


1 


20b raV 


100 mV 


20 Hz 


98.90 - 101.10 


2 


2.0V 


1 .OV 


20 Hz 


'.9890 - 1 .01 10 


3 


20V 


lOV 


20 Hz 


9. ago - 10.110 




200V 


lOOV 


20 Hz 


98.90 - 101 . 10 


* Typically 2 to 


4 digits of rattle with be observed. 



On Table 4-4, change the the following in the DISPLAY READING, 

Change step 12, 

FROM: 985 to 1015 . TO: .0985 to .1015 

CHANGE #2 - 34461 

On page 5-3, Table 5-1, 

CHANGE: H2 i SCREW, PHP, 6-32X1/2 1320051 i 89536 | 32005112 
TO: H21 SCREW, PHP, 6-32X1/2 ! 853770 i 8 953 6 i 853770 I 2 

ERRATA #7 

On page 4-8, paragraph 4-51, step 1, change reference of MP20 to MP31. 

On page 4-9, Figure 4-2, 

CHANGE: MP20 CHANGE: MP21 

TO: MP32 TO: MP31 

On page 4-10, paragraph 4-53, step 1, change reference of MP21 to MP32. 
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roduction and Specifications 



1-1. iNTRODUCTION 

1-2. Your John Fluke Model 8050A is a portable bench- 

type digital multimeter (DMM) with a 4-1 /2 digit liquid 

crystal display (LCD). The 8050A has all the following 

industry-standard features: 

» Voltage measurements from 10 /uV to lOOOV dcand 
10 mV to 750V true-rms ac. 

® Current measurements from 10 nA to 2 A dc and 10 
/nA to 2A true-rms ac. 

• Resistance measurements from 10 mfl to 20Mfl. 

The 8050A also has several special measurement features. 

These special features include the following; 

• Conductance measurements up to 100,000 Mfl. 

• Voltage measurements in decibels, that can be 
referenced to 1 of 16 user selected reference 
impedances. 

• Resistance ranges that supply enough voltage to 
turn on a PN junction to allow diodes and 
transistors to be tested. 

• The ability to store any input signal as an offset or 
relative reference value. 



• Automatic polarity indication and overrange 
indication. 

® Protection from overloads and protection from 
transients of up to 6 kV, 10 microseconds. 

® Dual-slope integration a/d conversion to ensure 
noise-free measurements. 

» Long term calibration stability (1 year). 

1-3. The 8050A is warranted for a period of one year 
upon shipment of the instrument to the original 
purchaser. Conditions of the warranty are given at the 
front of this manual. The 8050 A is typically powered from 
ac line voltages but may be powered by the optional 
rechargeable battery. 

1-4. OPTIONS and ACCESSORIES 

1-5. The use of the 8050A can be enhanced by the 
accessories available for this instrument. The accessories 
are listed in Table 1-1. This instrument can be ordered 
with the Option 8050A-01 Rechargeable Battery. 
Detailed information on options and accessories is 
contained in Section 6 of this manual. 

1-6. SPECIFICATIONS 

1-7. Specifications for the 8050A are listed in Table 1-2. 
Specifications for the Option 8050A-01 Rechargeable 
Battery and other accessory specifications are given in 
Section 6 of this manual. 





Table 1-1. 8050A Accessories 



MODEL 


DESCRIPTION 




DESCRIPTION 


C86 


Ruggedized Carrying Case 


80J-10 


Current Shunt 


Y8205 


Soft Carrying Case 


80K-6 


High Voltage Probe 


MOO-200-611 


Offset Mounting Kit 


80K-40 


High Voltage Probe 


MOO-200-612 


Center Mounting Kit 


83-RF 


RF Probe 


MOO-200-613 


Dual Mounting Kit 


85-RF 


RF Probe 


80T-M 


Touch-Hold Probe 


Y8100 


DC/AC Current Probe 


80T-150C 


Temperature Probe, Celsius 


Y8101 


AC Current Transformer 


80T-150F 


Temperature Probe, Fahrenheit 


Y8134 


Deluxe Test Lead Set (safety designed) 


801-600 


Current Transformer 


Y8140 


Slim-Flex Test Leads 



Table 1-2. 8050A Specifications 



ELECTRICAL 



Functions 



the electrical specifications given apply for an operating tem- 
perature of 18°C to 28°C (64.4° F to 82.4° F), relative humidity up to 
90%, and a 1-year calibration cycle. 

DC volts, AC volts (linear and dB), DC current, AC current, 
resistance, diode test, conductance, relative. 



DC Voltage 



RANGE 


RESOLUTION 


ACCURACY for 1-Year 


±200 mV 


10/iV 




±2V 


100 mV 




±20V 


1 mV 


±(0.03% of reading +2 digits). 


±200V 


lOmV 




± 1000V 


100 mV 






INPUT IMPEDANCE 10 MO in parallel with <100 pF, all ranges. 

NORMAL MODE REJECTION RATIO . . . >60 dB at 60 Hz or 50 Hz. 

COMMON MODE REJECTION RATIO . . . >90 dB at dc, 50 Hz or 60 Hz (1 kO unbalanced) 

(>120 dB available on request) 

COMMON MODE VOLTAGE (MAXIMUM) 500V dc or peak ac 

RESPONSE TIME TO 1 second maximum 

RATED ACCURACY 

MAXIMUM INPUT 1000V dc or peak ac continuous (less than 10 seconds duration on 

both the 200 mV and 2V ranges). 

’DC voltages can also be measured using the dB mode with .01 dB resolution between 5% of range and full range. 


















SPECIFICATIONS 




AC Volts (True RMS Responding, AC Coupled) 



VOLTAGE READOUT ACCURACY ±(% of reading + number of digits), between 5% of range and fuii 

range. 



INPUT 

VOLTAGE 


RESOLUTION 


RANGE 20 Hz** 45 Hz 1kHz 10 kHz 20 kHz 50 kHz 


10 mV -200 mV 


10juV 


200 mV 




I 








0.1V- 2V 


100 pV 


2V 


1%+10 


.5%+ 10 


1%+10 


5%- 30 




1V-20V 


1 mV 


20V 












10V- 200V 


10 mV 


200V 












100V -750V 


100 mV 


750V 




I 


NOT SPECIF 







* *Typically 3 to 5 digits of rattle will be observed at full scale at 20 Hz. 



RESOLUTION 0.01 dB from 5% of scale to full scale; 0.1 dBfrom1-5%ofsca!e,1 dB 

below 1% of scale 

VOLT - Hz PRODUCT 10^ max (200V max @ 50 kHz) 

EXTENDED dB SENSITIVITY Typically -72 dB (6000 Ref) ±1 dB to 10 kHz 

EXTENDED FREQUENCY RESPONSE . . Typically -3 dB at 200 kHz 

COMMON MODE REJECTION >60 dB at 50 Hz or 60 Hz 

RATIO (1 kO unbalance) 

CREST FACTOR RANGE Waveforms with a Peak/RMS ratio of 1:1 to 3:1 at full scale, 

increasing down range 

INPUT IMPEDANCE 10 MQ in parallel with <100 pF 

MAXIMUM INPUT VOLTAGE 750V rms or 1000V peak continuous (less than 10 seconds duration 

on both the 200 mV and 2V ranges), not to exceed the volt-hertz 
product of 10'^ 

RESPONSE TIME 2 seconds maximum within a range 

REFERENCE IMPEDANCES Sixteen user-selectable impedance reference levels are provided to 

reference a 0 dBm. 1 mW level (50n. 75Q, 930, 110n, 1250, 1350, 
1500, 2500, 3000, 5000, 6000, 8000, 9000, 10000, 12000), and an 
80 impedance reference level is provided to reference a OdBW level. 



NOTE: On request, the NOT SPECIFIED portion of the 100V-750V Range can be extended 
to the Volt-Hertz product of 10? 

dB Ranges 



INPUT 

VOLTAGE 


dBm 

(600^7 REF) 


ACCURACY: from 5% of range to full scale, 1-year 


RANGE 20 Hz 45 Hz 1kHz 10 kHz 20 kHz 50 kHz 


0.77 mV -2 mV 
2 mV - 2V 
0.1V- 2V 
IV -20V 
10V- 200V 
100V - 750V 


-60 to -52 
-52 to +8 
-18 to +8 
+2 to +28 
+22 to +48 
+42 to +60 


200 mV* 
200 mV* 
2V 
20V 
200V 
750V 


0.5 dBm 






±0.25 dBm 


±0.15 dBm 
1 

i 


±0.25 dBm 


±0.75 dBm 













*When 200 m V range is selected the 8050A autoranges for best accuracy for 2V inputs and less. 





RANGE 


RESOLUTION 


200 mA 


0.01 juA 


2 mA 


0.1 pA 


20 mA 


1 /jA 


200 mA 


TOmA 


2000 mA 


100 mA 



RESOLUTION | ACCURACY for 1- Year I BURDEN VOLTAGE 



, ±{0.3% of reading + 2 digits 0.3V max 

20 mA 1 /jA 

200 mA TO ^A 

2000 mA 100;UA 0.9V max 

OVERLOAD PROTECTION (ac/dc) 2A/250V fuse in series with 3A/600V fuse {for high energy sources) 

AC Current (True RMS Responding, AC Coupled) 

RESOLUTION RANGE 20 Hz*" 45 Hz 2 kHz 10 kHz 20 kHz 



BURDEN 

VOLTAGE 



10mA-200juA 0.01 M 

100 - 2 mA 0.1 juA 

1 mA - 20 mA 1 juA 

10 mA -200 mA 10 MA 

100 mA -2000 mA lOOjuA 




20 mA 2%+10 
200 mA 
2000 mA 




2%+10 0.3V rms max 



0.9V rms max 



**Typically 3 to 5 digits of rattle will be observed at full scale at 20 Hz. 

CREST FACTOR RANGE Waveforms with a Peak/RMS ratio of 1:1 to 3:1 at fuit scale 

Resistance 



RANGE 


RESOLUTION 


ACCURACY for 1-Year 


FULL SCALE VOLTAGE ACROSS 
UNKNOWN RESISTANCE 


20052 


0.0152 




.19V 


2 ka 


0.152 




1.2V 


20 kS2 


152 




.2V 


200 ka 


1052 




2V 


2000 ka 




±{0.25% reading + 3 digits) 


-2V 


20 M52 


1 1 k52 1 


2V 




OVERLOAD PROTECTION 500V dc/ac rms on all ranges 

OPEN CIRCUIT VOLTAGE Less than 3.5V on all ranges 

RESPONSE TIME 10 seconds maximum on 20 MO range; 2 seconds maximum on all 

(TO RATED ACCURACY) other ranges 

DIODE TEST These three ranges haveenough voltage to turn on silicon junctions 

-H- to check for proper forward-to-back resistance. The 2 kO range is 

preferred and is marked with a larger diode symbol on the front 
panel ofthe instrument. The three non-diode test ranges will not turn 
on silicon junctions so in-circuit resistance measurements can be 
made with these three ranges 





































Conductance 



RANGE 


RESOLUTION 


ACCURACY for 1-Year 


2mS 
200 nS 


.1 mS (10 MD.) 
.01 nS 

( 100.000 Mn) 


±(0.1% of reading + 5 digits) 
±(0.5% of reading + 20 digits) 



MAXIMUM OPEN CIRCUIT VOLTAGE . . <3.5V 



OVERLOAD PROTECTION 500V dc/ac rms on all ranges 

CONDUCTANCE UNITS We use the international unit of conductance, thesiemen = S = 1/Q. 

Another unit of conductance is the mho 



Relative 

RELATIVE REFERENCE An input applied when the RELATIVE button is depressed totheON 

position is held as “0” reference point. Subsequent readings indicate 
the deviation (±) from this point. {Note: REL annunciator indicates 
when this mode is enabled) 

RELATIVE ACCURACY Error will not exceed the sum of the errors of the two measurements 



ENVIRONMENTAL 



Temperature Coefficient <0.1 times the applicable accuracy specification per ®C for 0®C to 

18“C and 28®C to 50®C (32®F to 64.4®F and 82.4®F to 122®F) 

Operating Temperature 0®C to 50®C (32®F to 122®F) 

Storage Temperature (without batteries): -40®C to +70®C (-40®F to +158®F) 

(with batteries): -40®C to +50®C (-40®F to +122“F) 

Relative Humidity Up to 90%, 0®C to 35®C (32-95®F), up to 70%, 35®C to 50®C (95- 

122° F), except on 2000 kO. 20 MQ, and 200 nS ranges where it is up 
to 80%, 0°C to 35°C (32-95°F) 

GENERAL 



Maximum Common Mode Voltage 500V dc, or peak ac (low terminal potential with respectto power line 

ground 

Size 22 cm X 6 cm X 25 cm ( 8 V 2 in x IVi x 10 in) see Figure 1-1 

Weight 1.08 kg (2 lb 6 oz) 

Power Requirements (Line Only Models) 

LINE VOLTAGE 90 to 110V ac 47 to 440 Hz 

105 to 132V ac, 47 to 440 Hz 
200 to 264V ac, 47 to 440 Hz 
Factory configured for customer specified voltage 

POWER CONSUMPTION 4W max 



EC 348 Protection Class 1 
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2-1. INTRODUCTION 

2-2. This section describes how to set up and make 
measurements with your 8050A. Even though you may 
have used a multimeter before, we recommend that you 
read the entire section carefully so that you can use all of 
the 8050A features. 

2-3. SETTING UP YOUR INSTRUMENT 
2-4. Unpacking 

2-5. This instrument is shipped in a special protective 
container that should prevent damage to the 8050A 
during shipping. Check the shipping order against the 
contents of the container and report any damage or short 
shipment to the place of purchase or the nearest Fluke 
Technical Service Center. A list of these service centers is 
located in Section 5. The container should include the 
following: 

• The 8050A Multimeter 

• Two test leads (one red and one black) 

« Line power cord 

• The 8050A Instruction Manual 

2-6. If reshipment of the instrument is necessary, please 
use the original shipping container. If the original 
container is not available, be sure that adequate 
protection is provided to prevent damage during 
shipment. We recommend that the instrument be 
surrounded by at least three inches of shock-absorbing 
material on all sides of the container. 

2-7. Remove the 8050A from the container and place it 
in a convenient location. To facilitate operation in 
different locations, the carrying handle on the meter can 



be used as a prop-stand or positioned out of the way. To 
position the handle, pull outward on the hubs of the 
handle and rotate the handle into position. 




2-9. AC line voltage requirements for your 8050A are 
listed on a decal attached to the bottom of the instrument. 
Refer to Section 4 for the procedure to change the ac line 
voltage setting. 

CAUTION 

Do not connect the power cable to the 
Instrument before verifying that the intended 
source matches the ac line configuration of 
the Instrument. 

2-10. Fuse Replacement 

2-11. There is one, user replaceable, fuse in the 8050A. 
The fuse, FI, and the fuse holder form an integral part of 
the mA input connector and can be removed without 
special tools. The fuse rating is: 2A, normal blow 
(recommended part AGX2). 

2-12. Use the following procedure to replace the fuse, 
FI: 

!. Set the POWER switch to OFF. 

2. Remove the input power cord from the 8050A. 





3. Refer to Figure 2-1, item 5 for the location of 
the fuse holder. The fuse holder is an integral 
part of the mA input connector. 

4. Using a coin or wide blade screwdriver, push in 
while turning the fuse holder in the direction of 
the arrow on the front panel decal. 

5. Puli out the fuse holder and replace the 
defective fuse. 

2-13. FRONT PANEL FEATURES 

2-14. Before using your multimeter, take a few minutes 
to become familiar with the use of the controls, 
indicators, and connectors of the 8050A. The front panel 
features are shown in Figure 2-1 and described in Table 2- 
1. The features of the Liquid Crystal Display (LCD) are 
also described in the following paragraph. 

2-15. Display 

2-16. The features of the Liquid Crystal Display (LCD) 
are shown in detail in Figure 2-2. The position of the 
floating decimal point is determined by the range selected 
(for linear measurements). The maximum measurement 
value that can be displayed is one count less than the 



range selected (e.g., maximum measured voltage that can 
be displayed in the 200 mV range would be 199.99 mV). 

2-17. To extend the life of the LCD and to ensure that 
the display will be ready to operate, observe the following 
precautions: 

® Do not store or use the instrument in temperatures 
above or below those specified in Section 1. 

# Do not store or use the instrument in humidity 
above that specified in Section 1. 

NOTE 

Low temperatures (within the specified 
operating limits) will cause the LCD response 
to be sluggish. 

* Avoid prolonged exposure of the LCD to direct 
sunlight (ultraviolet). 

2-18. SIGNAL INPUT LIMITS 
CAUTION 

Exceeding the maximum signal Input limits 
can damage the instrument. 











OPERATION 

OPERATING TECHNIQUES 



Table 2-1. 8050A Controls, Indicators, and Connectors 



ITEM NO. 




FUNCTION 


1 


Display 


4'/2-digit LCD display. Used to indicate measured input values and 
an overrange condition. Also contains annunciators for high voltage, 
decibel-display, and relative measurement functions. 


2 


AC/DC Function 
Switch 


A two-position switch (push IN and push OUT) used to select ac 
(IN) or dc (OUT) for current or voltage measurements. 


3 


V/mA/kO/dB/S 
Function Switches 


Interlocked switches, used with the AC/DC Function switch to select 
the measurement functions. Pushing one switch will release the 
others. The decibel-display function is selected by pushing the V 
and mA switches simultaneously. The conductance function is 
selected by pushing the kO switch and one of two pairs of Range 
Function switches. 


4 


Range Switches 


Interlocked switches that select the measurement ranges. Pushing 
a switch selects the corresponding range and releases a depressed 
switch(es). 


5 


mA Input Connector 


A fuse protected input connector for current measurements. Fuse 
is accessible from the front panel. 


6 


COMMON Input 
Connector 


Test lead connector used as the low or common input for all measure- 
ment functions. 


7 


V/kO/S input 
Connector 


Test lead connector used as the high input for ail voltage, resistance, 
continuity, conductance and decibel measurement functions. 


8 


RELATIVE Function 
Switch 


Push-on/push-off switch. Used to select the relative function for 
all measurements. 


9 


POWER Switch 

- - 1 


Push-on/push-off switch. Used for energizing and de-energizing 
the instrument. 



2-1 9. Before using the 8050A, it is important to note the 
maximum input limits that may be applied to the 
instrument. Table 2-2 lists the maximum signal input 
levels allowed for each function, range, and input 
connector. 



WARNING 

TO AVOID ELECTRICAL SHOCK, DO NOT 
CONNECT THE COMMON INPUT CON- 
NECTOR TO ANY SOURCE MORE THAN 
500V DC, OR 500V AC RMS ABOVE EARTH 
GROUND. 

2-20. OPERATING TECHNIQUES 

2-2 1 . The following paragraphs describe how to operate 
the 8050A in each of its seven primary measurement 
functions. Refer to the Applications paragraphs for 
additional measurement techniques. 



2-22. AC/DC Voltage (V) 

2-23. Figure 2-3 describes how to operate the 8050A for 
ac or dc voltage measurements. For all measurements, 
select the highest range that will provide the required 
resolution of the measurement. Ifmeasuring an unknown 
voltage, set the DMM on the highest range, then (if 
needed) select a lower range. 

2-24. AC/DC Current (mA) 

2-25. Figure 2-4 describes how to operate the 8050A for 
ac or dc current measurements. Turn off power to the 
circuit being measured before breaking the circuit and 
connecting the 8050A in series with the current source. To 
minimize common mode voltages, break the circuit on the 
ground side of the current source. The mA input 
connector contains an in-line fuse. If the DMM does not 
respond when measuring current, check the fuse (refer to 
the fuse replacement procedure in this section). If 
measuring an unknown current, set the DMM on the 
highest range, then (if needed) select a lower range. 
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8050A-01 ONLY 

LOW BATTERY INDICATOR 



DECIBEL FUNCTION 
IN USE 




POLARITY SIGN ^ 

DISABLED DURING 

Vac. mA AND kO FUNCTIONS 




HIGH VOLTAGE 
(>40 Vdc or ac rms) 
BEING MEASURED 



RELATIVE FUNCTION 
IN USE 




NOTE: Position of decimal point dependent 

on range selected. 




NOTE: This display will appear if the switches 

of the 8050A are set in an improper 
configuration {e.g. DC V 20 MD) 








DC ALL RANGES 



20V, 200V, 750V 



2V, 200 mV 



ALL RANGES 



v/kn/s 

and 

COMMON 



kn or S 



ALL RANGES 



mA and COMMON 



V/k^/S and 
COMMON 



1000V dc or peak ac 



750V rms continous or 10'^ V'Hz 



|750V rms tor no longer than 15 seconds or 10'^V'Hz 



Double fuse protected: 2A, 250V fuse in 
series with a 3A, 600V fuse 



500V dc or ac rms 



VOLTAGE, LINEAR (V) 

1. SELECT RANGE — 

2. SELECT FUNCTION 
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3. CONNECT TEST LEADS 
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voltage sufficient to cause a silicon junction to conduct. 
These ranges {2 kO, 200 kH and 20 MH) can be used to 
check silicon diodes and transistors. The 2 kO resistance 
range is the preferred diode and transistor testing range 
and is labeled with the largest diode symbol ( #1- ). For a 
silicon diode, the typical forward bias voltage (on the 2 
kCl -N- range) is 0.6V. A reversed bias silicon diode 
should display the overrange indicator (on the 2 kfl St- 
range). 

2-32. Relative (RELATIVE) 

2-33. Figure 2-8 describes how to operate the 8050A for 
relative measurements. The relative function stores a 
reading as an offset or relative reference value. When the 
RELATIVE switch is set to ON during a measurement, 
the value of that measurement is stored, and the REL 
(relative reference) annunciator appears to the right of the 
zeroed display. Subsequent measurements (in the same 
function and range) are displayed as the difference 
between the measured value and the stored relative 
reference. 




2-26. Resistance (Q) 

2-27. Figure 2-5 describes how to operate the 8050A for 
resistance measurements. When kfi is selected, erroneous 
measurements can occur if power is present in the 
resistance being measured. Ensure that power is removed 
before measuring in-circuit resistances. The AC/DC 
function switch has no effect during resistance 
measurements. 

2-28. Conductance (8=1/0) 

2-29. Figure 2-6 describes how to operate the 8050A for 
conductance measurements. When S=l/0 is selected, 
two ranges of measurements are available, 2 mS and 200 
nS. To select either range, press both range switches 
(above the grey-shaded area) simultaneously. 

2-30. Diode Test 

2-3 1 . Figure 2-7 describes how to operate the 8050 A for 
diode tests. The three resistance ranges with the diode 
symbol beside the range value provide a measurement 
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OPERATION 

CONDUCTANCE 



1. DE-ENERGIZE CIRCUIT TO BE MEASURED 

2. SELECT RANGE 

3. SELECT FUNCTION 

4. CONNECT TEST LEADS 




NOTE: Zero the display (with the RELATIVE 

function) taking conductance measurements 
(see Relative Measurements). 



2-34. Refer to the sample displays in Figure 2-8. if the 
range changes, the 8050A automatically multiplies or 
divides the relative reference by the appropriate power of 
ten before subtracting the relative reference from the 
measurement. If the function is changed, the REL 
annunciator disappears, and the relative reference is 
stored with the original function. When the original 
function is reselected, the relative reference is restored 
(and the REL annunciator appears) unless a new relative 
reference was selected. Setting the RELATIVE switch to 
OFF or turning the instrument off cancels the original 
relative reference. 

2-35. The relative function may be used with all 
measurement functions: ac or dc voltage, ac or dc current, 



ac or dc dB, resistance, and conductance. Note that input 
overload limits are not changed by the use of the relative 
function. Also, when using the relative reference function, 
the display limits do not change. The possible readings are 
still subject to the limits of the 19999 counts of the a/d 
converter, regardless of the relative reference. For 
example, if a dc voltage measurement of +15.000V is 
made on the 20V range and stored as a relative reference, 
the maximum positive relative voltage that could be 
displayed without overranging is +4.999 V (+ 19.999V 
input). The maximum negative input voltage that could 
be measured without overranging is ^.999V, which 
would cause the relative display reading to be -19.999V 
REL. 
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OPERATION 

RELATIVE 



1. Select range and function (use any 




2. Connect test leads and take the desired 
measurement to be used as the relative 
reference. While taking the relative 
reference measurement, set the 
RELATIVE switch to ON. This wili store 
the value as the relative reference. 



3. Subsequent measurements wili be 
displayed as the difference between the 
relative reference and measurement. See 
insert, 



Subsequent measurement of 1.9V dc 




Measuring the relative reference 




Storing the relative reference 
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OPERATION 

DECIBEL 



2-36. Decibel (dB) 

2-37. Figure 2-9 describes how to operate the 8050A for 
voltages in decibels. When dB is selected, the 8050A 
converts ac or dc voltage readings into the dBm 
equivalent (decibels above or below one milliwatt). The 
reference impedance for decibel measurements is selected 



from 16 stored reference impedances. The 8050A is setup 
at the factory to turn on with a default reference 
impedance of 6000. The power-up default reference 
impedance may be changed to any of the 16 stored 
impedances. (Refer to Section 4 for information on how 
to change the default setting.) 
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OPERATION 

INITIAL CHECKOUT PROCEDURE 



2-38. INITIAL CHECKOUT PROCEDURE 

2-39. The following procedure allows the operator to 
verify that the 8050A is operating correctly for most 
functions. The only test equipment required is a set of test 
leads and access to a standard wail socket. This procedure 
checks for general operation only and is not intended to 
verify instrument accuracy. Performance tests and 
calibration adjustments are contained in Section 4 of this 
manual for the purpose of testing instrument accuracy. 

2-40. Use the following procedure to verify that most of 
the functions of the 8050A are operating correctly: 

1. Select the AC V function on the 8050A. 



2. Set the instrument to the 750V range. 




3. Insert the probe tips into a standard wall 
socket. Note the preceding warning. The 
display should read the local line voltage. The 
HV annunciator should be displayed to the 
right of the voltage reading. 

4. Momentarily set the instrument to the 20V 
range. The overrange indicator should be 
displayed. 

5. Set the instrument to the 750V range. 

6. Set the RELATIVE switch to ON. The display 
should read +000.0 (the display will zero 
momentarily and will then display the relative 
voltage of the line fluctuations) and the REL 
annunciator appears. 

7. Remove the test leads from the wall socket. 

8. Set the RELATIVE switch to OFF. 

9. Select the resistance function. The overrange 
indicator should appear in the display. 

10. Set the instrument to the 2000 range and short 
the test leads. The display should read 00.00. 

11. Select the S=l/0 (conductance) function, 2 
mS range. The display should read .0000 ± 5 
counts. 



12. Short the test leads. The overrange indicator 
should appear in the display. 

13. Select the dB function, then push the REF Z 
(right-most range switch). The turn-on dB 
reference value (nominally 600) should appear 
on the display for approximately three seconds, 
followed by the other 15 stored dB reference 
impedances sequencing through at a 1 /second 
rate. 

14. Push one of the other range switches, noting the 
value of the reference impedance, wait a few 
seconds, then push the REF Z switch again. 
The value that appeared when the range 
switches were changed should appear for 3 
seconds followed by the sequence of the other 
reference impedances. 

15. This concludes the Initial Checkout procedure 
for the 8050A. If the performance of the 
instrument is in question refer to the 
Performance tests in Section 4 of this manual. 

2-41. APPLICATIONS 

242. The following paragraphs contain information on 
and measurement techniques that expand the use of the 
seven primary functions of the 8050A. These applications 
are arranged by the measurement type. 

2-43. DC Voltage Measurement 

244. The following paragraphs contain additional 
information on and measurement techniques for dc 
voltage measurements. 

2-45. REFERENCING DBM TO CIRCUIT 
IMPEDANCES 

246. The 8050A provides 16 commonly used circuit 
impedances to use as a reference impedance when making 
dBm measurements. However, this does not cover ail 
circuit impedances. There are two procedures for 
referencing dBm measurements to other circuit 
impedances. The first one requires an ac or dc voltage 
standard. The second procedure is actually a correction 
factor that can be used if a voltage standard is not 
available. 

247. Use the following procedure to reference dBm 
measurements to impedances that are not provided by the 
8050A: 

1 . Use the following formula to convert the circuit 
impedance into a reference level: 

Reference Level =V0.00I x circuit impedance 
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2. Connect the 8050A to the Voltage Standard as 
follows; V/kn/S input connector to the 
Voltage Standard Hi output, COMMON input 
connector to the Voltage Standard low output. 

3. Select the V function (either ac or dc, 
depending upon the Voltage Standard used). 

4. Adjust the Voltage Standard to output the 
reference level calculated in step 1. This value 
should appear in the 8050A display. 

5. Select the dB function. 

6. Set the RELATIVE switch to ON. Decibel 
measurements will now be referenced to the 
circuit impedance. 

2-48. Use the following procedure to obtain a correction 
factor for referencing dB to other circuit impedances 
without the use of a Voltage Standard: 

1. Select the REF Z that is closest to the 
impedance of the circuit to be measured. 

2. Calculate the reference impedance correction 
factor using the following equation. 

Circuit Impedance 

10 log Correction Factor 

REF Z 

3. Add the correction factor to the measured 
value. 



2-49, CIRCUIT LOADING ERROR (VOLTAGE) 

2-50. Circuit loading errors occur when voltage 
measurements are taken on high impedance circuits. This 
is because the DMM loads the source, thus changing the 
operating voltage of the source. As long as the circuit 
impedance (source impedance) is low compared to the 
input impedance of the DMM this error may be 
insignificant. For example, when measuring a circuit with 
a source impedance of I kO or less, the error will be ^ .0 1 
%. If the circuit loading error is significant, use the 
app ropriate formula contained in F igure 2- 1 0 to calculate 
the percentage of error. 

2-51. Current Measurement 

2-52. The following paragraphs contain additional 
information on and measurement techniques for current 
measurements. 



WARNING 

OPERATOR INJURY AND SNSTRUyENT 
DAMAGE MAY RESULT IF THE BACKUP 
FUSE (F2) BLOWS WHEN CURRENT IS 
BEING MEASURED FROM A VOLTAGE OF 
GREATER THAN 60Q VOLTS. 

2-53. BURDEN VOLTAGE ERROR 

2-54. When a multimeter is placed in series with a circuit 
to measure current, the voltage drop of the multimeter 
induces an error. This error is called the burden voltage. 
The maximum full-scale burden voltages for the 8050A 
are 0.3V for the four lowest ranges and 0.9V for the 
highest range. 

2-55. These voltage drops can affect the accuracy of the 
current measurement if the current source is unregulated 
and the resistance of the shunt and fuses of the multimeter 
exceeds 1/1000 of the source resistance. If the multimeter 
burden voltage is significant, the formula in Figure 2-1 1 
can be used to calculate the burden voltage error. 

2-56. Resistance Measurement 

2-57. The following paragraphs contain additional 
information on and measurement techniques for 
resistance measurements. 



1. DC VOLTAGE MEASUREMENTS 

Loading Error in % = 100 x Rs -r (Rs + 10"^) 

Where: Rs •- Source resistance in ohms of 
circuit being measured. 

2. AC VOLTAGE MEASUREMENTS 

First, determine input impedance, as follows:* 

10 ^ 

Zin = , , 

VI + {2tt F • Rin ■ Cin)^ 

Where: Zin = effective input impedance 
Rin = 10^ ohms 
Cin = 100 X 10"’^ Farads 
F = frequency in Hz 

Then, determine source loading error as follows:* 

Zs 

Loading Error in % = 100 x 

Where: Zs = source impedance 

Zin = input impedance (calculated) 

*Vector algebra required 

Figure 2-10. Circuit Loading Error 




OPERATION 
RESISTANCE MEASUREMENT 




Es = Source voltage 

Ri — Load resistance + Source resistance 
Im = Measured current {display reading in amps) 

Eb = Burden voltage (calculated) 

Eb current [(200/current range in mAj +.35 



EXAMPLE: 

Es = 15V 
Ri - 100 kfi 

Im = 148,51 {,14851 mA) 

Eb = 148.51 X 10 -® X [(200/.2) + .35] 

= 148.51 X 10-® X 1000.35 = 148,56 mV 
Max. error in % = 100 x (148.56 mV/(15V - ,14856V)] = 1.0003% 

Add this to the range spec, accuracy; 

Max. error in % = 1.0003% ±(.2% + 2 digits) 

Max. error in A = (148.56 mV x 148.51 ;UA)/(15000 mV - 148.56 mV) 



ERROR: 



= 1,486 tik 



Error in % 100 x Eb/{Es - Eb) Add 1.486 aA to the reading for correct current 

Error in A = {Eb x lm)/(Es - Eb) 



2-58. TEST LEAD COMPENSATION 

2-59. When measuring low resistances (less than 2000) 
the effect of test lead resistance may add a significant 
error. This error may be compensated for by using the 
relative function of the 8050A. Use the following 
procedure to compensate for test lead resistance. 

1 . Setup the 8050A as shown in Figure 2-5, steps 1 
through 3. 

2. Short the test leads together (press the test leads 
together firmly) and set the RELATIVE switch 
to ON. 

3. Disengage the test leads and proceed with low- 
level resistance measurements. The resistance 
of the test leads will be subtracted from the 
readings of subsequent measurements. 

2-60. RESISTANCE COMPARISONS 

2-61. When one resistance value is needed for several 
measurements (e.g. sorting resistors to find a matched 
pair) the relative function of the 8050A can be used to 
simplify the process. The following procedure is an 
example of how the relative function may be used to 
match resistors: 

1. Select the kO function on the 8050A. 



4. With the resistor value still displayed, set the 
RELATIVE switch to ON. 

5. Measure the other resistors. Choose the resistor 
with the least deviation from the resistor first 
measured. 

2-62. Conductance Measurement 

2-63. The following paragraphs contain additional 
information on and measurement techniques for 
conductance measurements. 

2-64, HIGH RESISTANCE MEASUREMENTS 

2-65. The conductance function of the 8050A can be 
used to measure high resistive (low leakage) components 
(diodes and capacitors) while minimizing noise problems. 
The two conductance ranges, 2 mS and 200 nS, can be 
used for making resistance measurements from 5000 to 
10 MO and 5 MO to 100,000 MO. 

2-66, LEAKAGE RESISTANCE MEASUREMENTS 

2-67. Use the standard conductance function for 
leakage testing on purely resistive components (e.g., 
cables and pcb’s). Remember to zero the display reading 
with the relative function before taking conductance 
measurements. 

NOTE 



2. Select an appropriate range for the resistance Under high humidity conditions, fingerprints 

being matched. and other residual surface contaminants can 

create their own leakage paths. Use clean test 

3. Measure the resistor. leads to minimize the effect of leakage paths. 
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OPERATION 

CONDUCTANCE MEASUREMENT 



2-68. DIODE LEAKAGE TESTS 

2-69. Diode leakage (Ir) tests require that the diode 
junction be reverse biased while being measured. Connect 
the anode of the diode to the COMMON input connector 
to reverse bias a diode junction. A good silicon diode will 
produce an in-scale display reading on the 200 nS range 
when reverse biased. 

2-70. TRANSISTOR TESTER 

2-71. The transistor tester described in the following 
paragraphs provides approximate test information. Beta 
is tested using a Vce of 2V and an Ic of about 200 /xA. 
This transistor tester is useful for checking the proper 
operation of transistors and approximate beta values for 
comparative measurements. 

2-72. The transistor tester fixture is described in Figure 
2-1 2. When assembled and connected to the V / kfl/ S and 
the COMMON input connector, the 8050A can be used to 
determine the following information about transistors: 

» Transistor type (NPN or PNP) 



® Defective transistors (shorted or open) 

® Collector-to-emitter leakage (Ices) 

® Beta from 10 to 1000 in a single range. 

2-73. Transistor type is determined by setting the switch 
on the tester fixture to BETA, setting the 8050A to the 2 
mS range, and observing the display reading. If a low 
reading (< 0.0100) is displayed, reverse the test fixture at 
the input connectors. If the collector of the transistor is 
now connected to the COMMON input connector the 
transistor is a PNP type. An NPN type will have its 
collector connected to the V/kfl/S input connector. 

2-74, Defective Transistors 

2-75. If the transistor is defective, the following 
indications will appear, regardless of transistor type or 
test position: 

1. An open transistor will produce a display 
reading of 0.0005 or less. 



SCHEMATIC 



TRANSISTOR 

UNDER TEST TEST FIXTURE 




CONSTRUCTION Si TOGGLE SWITCH J1 TRANSISTOR 




TRANSISTOR SOCKET CONNECTOR 0.75" SPACING SWiTCHARM 

GENERAL RADIO TYPE 274 MB 






OPERATION 

RELATIVE MEASUREMENT 



2. A shorted transistor will produce an overrange 
indication on the display. 

2-76, Transistor Leakage Test 

2-77. Use the following procedure to test transistors for 
leakage (Ices): 

1. Install the transistor, and connect the test 
fixture to the 8050A (see preceding 
paragraphs). 

2. Set the switch on the test fixture to ICES. 

3. Select the conductance function, 2 mS range on 
the 8050A. 

4. A reading of more than 0.0020 (6 /iA) indicates 
a faulty transistor (silicon). 

2-78. Transistor Beta Test 

2-79. Use the following procedure to test the beta of a 
transistor: 

1. Install the transistor and connect the test 
fixture to the 8050A (see preceding 
paragraphs). 

2. Set the switch in the test fixture to BETA. 

3. Select the conductance function, 2 mS range on 
the 8050A. 

4. Note the display reading on the 8050A, then 
shift the decimal point three places to the right. 
This will be the beta of the transistor. 

NOTE 

Beta is a temperature-sensitive measurement. 

Allow sufficient time for each tested transistor 

to stabilize. Avoid touching the transistor case 

with your fingers while making beta 

measurements. 

2-80. Relative Measurement 

2-81. The following paragraphs contain additional 
information on and measurement techniques for relative 
measurements. 

2-82. DECIBEL (dB) CIRCUIT GAIN OR LOSS 

2-83. The relative function of the 8050A makes it easy to 
determine the gain or loss (in decibels) of a circuit. By 
using the relative function, any voltage level can be used 
as the 0 dB reference point fordB measurements. Figure 
2-13 describes how to use the relative function to measure 
circuit gain or loss in dBs. 
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2-S4. AC Voltage and Current Measurement 

2-85. The following paragraphs contain additional 
information on and measurement techniques for ac 
voltage and current measurements. 

2-86, TRUE-RMS MEASUREMENTS 

2-87. One of the most useful features ofthe8050Aisthe 
direct measurement of true-rms ac voltages and ac 
current. Mathematically, rms is defined as the square root 
of the mean of the squares of the instantaneous voltages. 
In physical terms, rms is equivalent to the dc value that 
dissipates the same amount of heat in a resistor as the 
original waveform. True-rms is the effective value of any 
waveform and represents the energy level of the signal. It 
is used directly in the relationships of Ohm’s Law and 
provides a reliable basis for comparisons of dissimilar 
waveforms. 

2-88. Most multimeters in use today have average- 
responding ac converters rather than true-rms converters 
like the 8050A. Usually the gain in average-responding 
meters is adjusted so that the reading gives the rms value, 
provided the input signal is a harmonic-free sinusoid. 
However, if the signal is not sinusoidal, the average- 
responding meter does not give a correct rms reading. 

2-89. The 8050A ac converter calculates the rms value 
through analog computation. This means that 8050A 
readings are accurate rms values for mixed frequencies, 
modulated signals, square waves, sawtooths, 10%-duty- 
cycle pulses, etc. 

2-90. WAVEFORM COMPARISON (RMS VS 
AVERAGING METERS) 

2-91. Figure 2-14 shows the relationship between 
common waveforms and the display readings of the 
8050A compared to average-responding meters. Figure 2- 
14 also illustrates the relationship between ac and dc 
measurements for ac-coupled meters. For example, the 
first waveform (in Figure 2-14) is a sine wave with a peak 
voltage of 1.414V. Both the 8050A and the average 
responding meters display the correct rms reading of 
l.OOOV (the dc component equals 0). However, the 1.414V 
(peak) rectified square wave produces a correct dc reading 
(0.707V) on both meters but only the 8050A correctly 
measures the ac component (0.707V). The average 
responding meter measures the ac component of the 
rectified square as 0.785V, which is an error of 5.6%. 

2-92. CREST FACTOR 

2-93. The crest factor of a waveform is the ratio of the 
peak to rms voltage. In waveforms where the positive and 
negative half-cycles have different peak voltages, the 
higher voltage is used in computing the crest factor. Crest 
factors start at 1 .0 for a square wave (peak voltage equals 
rms voltage). 




OPERATION 

AC VOLTAGE/CURRENT MEASUREMENT 



1. Using the dB function on the 8050A measure the voltage at TP1 (or intended 
reference). 

2. While measuring the intended reference, set the RELATIVE switch to ON. 

3. in this circuit, 1 mV becomes the 0 dB reference. All subsequent dB measurements 
in the circuit are displayed as the loss or gain of the circuit m dB. 




TP1 




Figure 2-13. dB Circuit Gain or Loss Measurements 



2-94. The 8050A can measure signals with a crest factor 
of 3.0 or less, at full scale. Figure 2-15 illustrates some 
typical signals and their crest factors. The waveforms in 
Figure 2-15 show that a signal with a crest factor of 
greater than 3.0 is not common. 

2-95. To ensure that a signal measured with the 8050A 
has a crest factor below 3.0, measure the peak value with 
an ac coupled oscilloscope. If the peak value is not more 
than three times the true-rms reading of the 8050A, then 
the signals crest factor is 3.0 or less. Another method of 
verifying the error caused by the crest factor of a signal is 
to compare the reading of the 8050A with a reading on the 
next higher range of the 8050A. The 8050A crest factor 
capability increases from 3.0 for readings less than full- 
scale. The crest factor capabilty of the 8050A is shown by 
the following equation: 

Crest Factor Capability = 3-\/Range 

Input 

The error caused by exceeding the crest factor of 3.0 at full 
scale, will be reduced significantly on the next higher 



measurement range of the 8050A . The crest factor 
capability at I/IO scale approaches 10. 

2-96. COMBINED AC AND DC SIGNAL MEASURE- 
MENTS 

2-97. It is sometimes necessary to measure an ac signal 
riding on a dc level. An example of this type of signal is 
shown in Figure 2-16. To obtain an accurate 
measurement of the total rms value for these signals, 
perform the following steps: 

1. Measure the ac component of the signal using 
the AC V function. 

2. Measure the dc component of the signal using 
the DC V function. 

3. Use the following formula with the values 
obtained in steps 1 and 2 to determine the total 
rms value of the signal: 

Total RMS Value = 

V{ac component rms)2 (dc componenl)^ 
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Figure 2-14. Waveform Comparisons 
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Figure 2-15. Crest Factor 




Figure 2-16. Total RMS Value 



2-98. Affects of Offset In AC Measurements 

2-99. The 8050A is a true-rms-responding multimeter, 
and the display will indicate a reading of typically 10 to 20 
digits (because of amplifier noise) when the input is 
shorted in the AC V or AC mA functions. The accuracy of 
the 8050 A is not affected by this internal offset even when 
measured inputs are at the specified floor of the 
multimeter (5% of the range selected). When the rms 
value of the two signals (internal offset and 5% of range 
input) is calculated, as in the following equation, the 
insignificant effect of the offset is shown: 

Total rms digits = V2Q2 + 10(^= 1000.2 

The display of the 8050A will read 1000 digits. 
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2-100, BANDWIDTH LIMITATIONS 

2-101. Signals with rectangular waveforms contain 
component frequencies that are much higher than the 
fundamental frequency used to describe them. The 
component frequencies, for rise times less than 1 
microsecond, exceed the 200 kHz bandwidth of the 
8050A (and will produce a low reading display). For 
example, a lO-kHz square wave with a rise time of less 
than 1 microsecond will produce a display reading that is 
approximately 1% low and proportionally lower for 
higher frequency square waves. 

2-102. MEASURING AMPLIFIER BANDWIDTH 

2-103. The ac voltage, dB, and RELATIVE functions 
can be used together to measure the frequency response 
(bandwidth) of an ac circuit. Use the following procedure 
to measure the bandwidth of an amplifier. 

1. Connect the amplifier, signal generator, load, 
and 8050A as shown in Figure 2-17. 

2. On the 8050A, select the AC V function and a 
range appropriate for the output of the 
amplifier. 

3. Adjust the signal generator for a signal level 
that is within the input operating range of the 
amplifier. 

4. Turn on the test equipment. 

5. Beginning at a low frequency (20 Hz), steadly 
increase the output frequency of the signal 
generator while observing the ac voltage 
reading on the 8050A. Typically the ac voltage 
readings will rise to a peak, level out, then begin 
to fall. An example of this response curve is 
shown in Figure 2-17. 

6. Reduce the output frequency of the signal 
generator to the peak or start of the upper 
plateau of the ac voltage readings. 

7. On the 8050A, select the dB function, then set 
the RELATIVE switch to ON. This establishes 
the 0 dB relative reference. 

8. Increase the output frequency of the signal 
generator until the dB reading reaches -3.00 
dB. Note the frequency of the signal generator. 
This will be the upper frequency limit of the 
bandwidth. 

9. Decrease the output frequency of the signal 
generator so the dB readings increase to 0 dB 
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and then drop again to -3.00 dB. Note the 
frequency of the signal generator. This will be 
the lower frequency limit of the bandwidth. 

2-104. A similar technique can be used to determine the 
frequency response of other ac circuits, such as high-pass 
or low-pass filters, notch filters, etc. 



2-105, FINDING THE Q OF A SINGLE TUNED 
CIRCUIT 

2-106. Use the following equation and the application 
technique for measuring the bandwidth of a circuit, to 
find the Q of a single tuned circuit: 

Resonant Frequency 
Q " 2 X Bandwidth 




Figure 2-17. Measuring Amplifier Bandwidth 
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Section 3 

'heory of Operation 



3-1. INTRODUCTION 

3-2. The theory of operation of the 8050A is discussed 
on two levels. First, the Functional Description discusses 
the operation of the DMM in terms of the functional 
relationships of the major circuits. Second, the Circuit 
Description presents a more detailed discussion of the 
major circuits. Both levels are illustrated by block 
diagrams and simplified schematics in this section and the 
schematic diagrams in Section 7. 

3-3. FUNCTIONAL DESCRIPTION 

3-4. The major circuits of the 8050A are shown in the 
functional block diagram in Figure 3-1. The range and 
function switches route the unknown input signal 
through the signal conditioners. The signal conditioners 
develop a dc voltage at the input to the a/ d converter that 
is proportional to the unknown input signal. The a/d 
converter, working in conjunction with the 
microcomputer, converts the dc analogue of the unknown 
input signal to a digital value. The microcomputer 
processes the digital value and displays the result on the 
LCD. 

3-5. CIRCUIT DESCRIPTION 

3-6. The following paragraphs describe each of the 
major circuits in detail. 

3-7. A/D Converter 

3-8. The a/ d converter in the 8050A uses the dual slope 
method of conversion. In this method, the voltage 
analogue of the input signal (proportional to the 
unknown input signal) is allowed to charge a capacitor 
(integrate) for an exact length of time. The capacitor is 
then discharged by a reference voltage. The length of time 
required for the capacitor to discharge is proportional to 
the unknown input signal. The microcomputer measures 
the discharge time and displays the result. The following 



paragraphs discuss the actual a/d conversion in more 
detail. 

3-9. The microcomputer controls the a/d converter via 
CMOS switches. Figure 3-2 shows the simplified circuits 
formed during the major periods of a/d conversion 
cycles. Figure 3-3 is a timing diagram that shows the a/d 
converter cycle resulting from three different input 
signals. Assume in reading the following paragraphs that 
the DC V function and the 2V range are selected, and the 
DMM is nearing the end of the Autozero period in its 
conversion cycle. 

3-10. As Part A in Figure 3-2 shows, the CMOS 
switches U18B and U19A are closed, providing voltage 
levels that allow C8 and C33 to store the offset voltages of 
the buffer, integrator, and comparator. CMOS switches 
UI8D and U19B connect the flying capacitor, C7, to a 
reference voltage. Since the V function is selected, C7 is 
charged by the a/d converter reference voltage source. At 
the end of the Autozero period, C7 is fully charged, C8 
and C33 are charged up to the offset voltages, and the 
comparator output (CM) is near a threshold level. 

3-11. Assume that an input of -1 .OOOOV dc is present at 
the DMM input (first set of waveforms in Figure 3-3). The 
microcomputer starts the Integrate command (INT) at 
the same time that it ends the AZ command. The a/d 
converter circuit is switched to the configuration shown in 
Figure 3-2, Part B. CMOS switch U18A connects the 
output of the signal conditioners to the input terminal of 
the buffer. For the 2V range, the microcomputer selects 
the XI gain in the buffer, and the input from the signal 
conditioner is applied to the buffer and integrator in 
series. The integrator begins to charge C9. The instant 
that the charge on C9 shifts from its initial level, the 
comparator toggles, and its Compare output (CM) goes 
to a steady level. Since the unknown input to the DMM is 
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negative, the buffer goes negative, the integrator goes 
positive, and CM will go negative. C9 will continue to 
charge until the end of the 100 millisecond Integrate 
period. The microcomputer-controlled Integrate period 
is exactly the same length for every measurement cycle, 
regardless of the range and function selected. 

3-12. After the microcomputer ends the Integrate 
period, it prevents the integrate capacitor, C9, from 
charging or discharging during a brief Hold period. 
During the Hold period the microcomputer examines the 
polarity of CM to determine the polarity of the unknown 
input to the DMM. 

3-13. Since CM is negative, the microcomputer initiates 
the Read period with the DE (+R) (de-integrate plus 
reference) command (Part C of Figure 3-2), CMOS 
switch U18B connects the buffer input to COMMON, 
and CMOS switches U20A and U20B connect C7 in the 
buffer feedback loop so that the integrator input is a 
known level (IV) of the opposite polarity from the input 
signal. The integrate capacitor, C9, begins to discharge, 
and the microcomputer starts to count from 00000. The 
count accumulates until C9 discharges to its initial level. 
The instant C9 reaches its initial level, the comparator 
toggles CM positive, stopping the count in the 
microcomputer. The count in this case will be 10,000. This 
count (with the appropriate decimal point) is numerically 
the same as the -l.OOOOV dc input to the DMM. 

3-14. The third set of waveforms shows the timing that 
would result from a positive full-scale input (in our 
example, +1. 9999V dc). Note that for positive inputs, 
CM is positive so the microcomputer uses the DE (-R) 
(de-integrate minus reference) command during the 
READ period. This connects C7 so that its polarity is 
reversed (as it must be to discharge C9). 

3-15. The bottom set of waveforms in Figure 3-3 shows 
the timing that results from a positive overrange input to 
the DMM. If the count in the microcomputer reaches 
20,000 before CM toggles, the microcomputer detects this 
as an overrange condition and issues the overload (OL) 
command for 5 millisecond. The OL signal shorts C9, 
dumping the remaining charge. The following Autozero 
period is doubled to 200 millisecond. The polarity of the 
overrange input signal is retained and displayed. 

NOTE 

The display indicates an overload, between 
20,000 and 20,055 counts, but the ajd 
converter continues to integrate normally, 
and (JL indicator does not appear. 

3-16. The a/d reference scheme is different if either the 
kfl or S functions are selected. When the 2 mS, 2000, or 2 
kO range is selected, flying capacitor C7 is charged during 



the Autozero period by the voltage drop across the 
reference resistor instead of the a/d converter reference 
voltage source. In kO, during the Integrate period, the 
voltage drop across the unknown resistance is integrated. 
During the Read period, the buffer input is connected to 
COMMON, and C7 is connected in the feedback loop of 
the buffer. Therefore, the count accumulated in the 
microcomputer during the Read period is proportional to 
the ratio: 

Vrx unknown V 
VfiREF REFERENCE V 

or the ratio of voltage drops across the unknown and 
reference resistors. If any of the other ranges is selected, 
flying capacitor C7 is charged from the high side (VH) of 
the reference resistor. During the Integrate period, the 
voltage drop across the unknown resistance is integrated. 
During the Read period, the low end of the reference 
resistor (VL) is connected to the buffer input and C7 is 
connected in the buffer feedback loop. The count is again 
proportional to the ratio: 

Vrx unknown V 

Vh-Vl“ REFERENCE V 

or the ratio of voltage drops across the unknown and 
reference resistors. 

3-17. For conductance measurements, the 
microcomputer sends the DE (-R) command after the 
Autozero period, and then the INT command. This 
inverts the measurements (S=l jCl). 

3-1 8. Microcomputer 

3-19. The microcomputer (Figure 3-4) performs four 
functions: control, measurement, calculation, and display 
drive. The positions of the front panel switches determine 
how the microcomputer performs each of these functions. 
The microcomputer controls the gain and timing of the 
a/ d converter and the gain of the ac buffers in accordance 
with the measurement function and range selected. The 
microcomputer measures the output of the a/d converter 
by accumulating counts. In any measurement function 
the count accumulates linearly (count pulses evenly 
spaced). The total count is numerically the same as the 
unknown input to the DMM (a I.5001V input results in 
an accumulated count of 15001). If the dB function is 
selected, the microcomputer calculates the dB reading 
from the linear reading based on the reference impedance 
(REF Z) selected. When the RELATIVE switch is set to 
the ON position, the microcomputer drives the display so 
that the REL annunciator appears, and the 
microcomputer stores the first measurement value as the 
relative reference. This relative reference is algebraically 
subtracted from subsequent measurements made in that 
measurement function until the RELATIVE switch is set 
to the OFF position. 
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3-20. Signal Conditioning 

3-21. Some 8050A inputs must be scaled and/or 
conditioned before being presented to the a/d converter. 
For example, high voltage levels must be attenuated, and 
ac inputs must be attenuated and converted into the 
equivalent dc voltage levels. The a/d converter has two 
ranges: ±200 mV full-scale and ±2V full-scale. The 
following paragraphs describe the signal conditioning 
circuits. 



3-22, VOLTAGE SIGNAL CONDITIONING 

3-23. As Part A of Figure 3-5 shows, the voltage signal 
conditioning is accomplished with an input voltage 
divider network. The division factor of the network is 
determined by the range selected: I/lOO for the 20 and 
200V ranges, 1 / 1000 for the lOOOV dc (750V ac) range. If 
the AC/ DC switch is in the AC position, the output of the 
divider network will be routed through the true-rms 
converter to the a/d converter. If the AC/ DC switch is in 
the DC position, the output of the divider network is 
routed directly to the a/d converter. If the kCl switch is 



selected (ohms or conductance), the input divider 
resistors are used as the reference resistors. 

3-24, CURRENT SIGNAL CONDITIONING 

3-25. As Part B of Figure 3-5 shows, current 
measurements are made using a selected value current 
shunt to perform the current-to-voltage conversion 
required by the a/d converter. The range switches 
determine the value of the current shunt, thus 
determining the scale of the voltage level developed across 
the shunt. If the AC/ DC switch is in the DC position, the 
output of the current shunt is applied to the input of the 
a/d converter. If the AC/ DC switch is in the AC position, 
the voltage level developed across the shunt is applied to 
the input of the rms converter. 

3-26, RESISTANCE/ CONDUCTANCE SIGNAL 
CONDITIONING 

3-27, Resistance and conductance measurements made 
on the 2 mS, 2000, and 2 kO ranges use a direct ratio 
technique. Other ranges use a subtraction and ratio 
technique to indirectly derive a ratio. 
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3-28. As Part C of Figure 3-5 shows, when the 2 mS, 
2000, or 2 kO range is selected, the voltage drop across 
the unknown resistance is measured in relation to the 
voltage drop across the known reference resistor, and 
since the same current is flowing through both resistors, 
the value of the unknown resistance can be computed 
using the formula: 

Vrx __ Rx 
-VflREF ~ RrEF 

(Minus VfiREFis necessary for de-integration during the 
Read period.) 

3-29. As Part C of Figure 3-5 shows, when any range but 
2 mS, 2000, or 2 kO is selected, the voltage drop across 
the unknown resistance is measured, and C7 charges up to 
the ohms voltage source, VH. During the Read period, 
the a/d buffer subtracts the voltage on C7 from VL, 
thereby obtaining “Vuref. 

3-30. For conductance measurements, the 
microcomputer inverts the kO measurements (S=l / O) by 
reversing the order of the Integrate and Read periods of 
the a/d converter. 

3-31. Tru e-RMS Converter 

3-32. The true-rms converter is made up of two ac 
buffers and a hybrid true-rms converter. 

3-33. AC BUFFERS 

3-34. The ac buffers consist of operational amplifiers 
U23, U21, and their associated components. Through the 
buffers, the input signal is scaled to a level within the 
range of the hybrid true-rms converter. Each buffer has a 
gain of I or 1 0 which is controlled by the microcomputer. 
Refer to Table 3-1 for the buffer gains selected for each 
range. In the dB function with the 200 mV range selected, 
the buffers auto-range through XI, XIO, and XIOO gains 
depending on the input signal level. Thus in this mode, the 
8050A appears to have a single range from -60 dBm to +8 
dBm (600n Reference impedance). Upranging occurs at 
the linear ac range equivalent of 20,000 counts; 
downranging occurs at the equivalent of 1,800 counts. 

3-35. The output of the first buffer is divided in half and 
then amplified by a factor of two in the hybrid true-rms 
converter. This reduces the required dynamic range of the 
true-rms converter amplifier by a factor of two, thereby 
accommodating waveforms with crest factors up to 3 at 
full scale. 

3-36. HYBRID TRUE-RMS CONVERTER 

3-37. An rms amplitude is the value of alternating 
voltage that results in the same power dissipation in a 
given resistance as a dc voltage of the same numerical 



value. The mathematical formula for computing the rms 
value of a dc voltage is: 

V 

where Vi is the instantaneous voltage at any given point in 
time and VF is the average of VF. The rms converter in 
your 8050A monitors the instantaneous voltage and 
computes the rms value of the input signal. Figure 3-6 
shows the mathematical derivation of the implicit rms 
conversion circuit in your 8050A and a block diagram of 
that circuit. 

3-38. Touch-Hold Circuit 

3-39. The touch-hold circuit operates in conjunction 
with the 80T-H Touch-Hold Probe. The touch-hold 
circuit works in all measurement functions except mA 
and dB. If any valid function is selected, and the control 
switch on the 80T-H Probe is pressed, the touch-hold 
circuit places a logic zero (-5V) on the T & H input (pin 
16) of the microcomputer. At this signal, the 
microcomputer freezes the display with the data present 
when the control switch was pressed. Touch-Hold will not 
operate if Fuse FI and/or F2 is blown. 

3-40. Voltage Protection 

3-41 . In the volts mode of operation, protection against 
inputs and transients above the input ratings of the 8050A 
is provided by metal oxide varistors R V 1 , R V2, and R V3, 
and by Rl, R2, and Ql. RVl, RV2, and RV3 clamp the 
voltage across the measurement circuitry at 
approximately ±1200V while R1 and R2 limit the input 
current. 

3-42. In the kO mode of operation, protection is 
provided by thermistor RTl and the clamp/zener action 
of Q2. As RTl heats up, its resistance increases sharply. 

3-43. Current Protection 

3-44. In the current mode of operation, diode bridge 
U28 and diode CRl clamp the voltage across the current 
shunts until the fuses FI and F2 blow. Backup fuse F2 is 
used to clear open voltages between 250V and 600V. 



Table 3-1. AC Buffer Gains 
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Some semiconductors and custom IC’s can be 
damaged by electrostatic discharge during 
handling. This notice explains how you can 
minimize the chances of destroying such devices 
by: 

1 . Knowing that there is a problem. 

2. Leaning the guidelines for handling them. 

3. Using the procedures, packaging, and 
bench techniques that are recommended. 

The following practices should be followed to minimize damage to S.S. (static sensitive) devices. 




1. MINIMIZE HANDLING 




3. DISCHARGE PERSONAL STATIC BEFORE 
HANDLING DEVICES. USE A HIGH RESIS- 
TANCE GROUNDING WRIST STRAP. 






«SC3 



5. USE STATIC SHIELDING CONTAINERS FOR 
HANDLING AND TRANSPORT. 



WHEN REMOVING PLUG-IN ASSEMBLIES 
HANDLE ONLY BY NON-CONDUCTIVE 
EDGES AND NEVER TOUCH OPEN EDGE 
CONNECTOR EXCEPT AT STATIC-FREE 
WORK STATION. PLACING SHORTING 
STRIPS ON EDGE CONNECTOR HELPS 
PROTECT INSTALLED S.S. DEVICES, 









7. AVOID PLASTIC, VINYL AND STYROFOAM® 
IN WORK AREA. 



PORTIONS REPRINTED 

WITH PERMISSION FROM TEKTRONIX INC, 

AND GENERAL DYNAMICS, POMONA DiV. 



9. HANDLE S.S. DEVICES ONLY AT A 
STATIC-FREE WORK STATION. 

10. ONLY ANTI-STATIC TYPE SOLDER- 
SUCKERS SHOULD BE USED. 

11. ONLY GROUNDED-TiP SOLDERING 
IRONS SHOULD BE USED. 



® Dow Chemical 
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4-1. INTRODUCTION 

4-2. This section of the manual contains maintenance 
information for the 8050A. This includes access 
procedures, disassembly and replacement procedures, 
performance tests, calibration adjustments, and 
troubleshooting procedures. The performance tests are 
recommended as an acceptance test when the instrument 
is first received. The performance tests can also be used as 
part of a routine preventive maintenance schedule. 

4-3. A one-year calibration cycle is recommended to 
maintain specifications given in Section 1 of this manual. 
The test equipment required for the performance tests or 
calibration adjustments is listed in Table 4-1. Test 
equipment with equivalent specifications may be 
substituted for the recommended model. 

4-4. SERVICE INFORMATION 

4-5. The 8050A is warranted for a period of one year 
upon shipment to the original purchaser. Conditions of 
the warranty are given at the front of this manual. 
Malfunctions that occur within the limitation of the 
warranty will be corrected at no cost to the purchaser. For 
in-warranty repair, call (toll-free) 800-426-0361 for the 
address of the nearest Fluke Technical Service Center. In 
Alaska, Hawaii, Washington, or Canada call 206-356- 
5400 (toll-call). Ship the instrument postpaid in the 
original container. If the original container is not 



available, pack the instrument in a sturdy carton with at 
least three inches of non-settling padding on all sides. 
Dated proof-of-purchase may be required for in- 
warranty repairs. 

4-6. Fluke Technical Service Centers are also available 
for calibration and/or repair of instruments that are 
beyond the warranty period. Call the number listed above 
for shipping instructions. Ship the instrument and 
remittance in accordance with the instructions received. 




4-1 0. The instrument has two pcb assemblies; the Main 
PCB Assembly and the Display PCB assembly. To gain 
access to the calibration adjustments, the backup fuse, or 
the ac line transformer, only the case needs to be removed. 
Some troubleshooting can also be accomplished with 
only the case removed. Other troubleshooting procedures 
may require the removal of the Display PCB assembly. 

CAUTION 

To avoid contaminating the pcb assemblies 
with oil from the fingers, handle the 
assemblies by the edges or wear gloves. If an 
assembly does become contaminated, referto 
the information on cleaning pcb’s given later 
In this section. 
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DMM Calibrator 



Digital Multi-Meter (DMM) 
Calibration Leads 



DC Voltage 0 to 1000V + 006% 
AC Voltage 

100 Hz 0 to 750V ±.06% 

200 Hz 0 to 2V +06% 

1 kHz 0 to 750V +06% 

10 kHz 0 to 100V +06% 

20 kHz 0 to 100V + 1% 

50 kHz 0 to 20V +5% 

DC Current 0 to 2000 mA +035% 
AC Current 19 mA, 100 Hz + 1% 

Resistance 

1000, 1 kO +01% 

10 kO. 100 kO ±.005% 

1 MO, 10 MO +05% 

.1 mV resolution 

24” Shielded cable with a double 

banana plug at both ends 



John Fluke Model 51008 



John Fluke Model 8020B 
Pomona 2BC-24 



4-11. CALIBRATION ACCESS 

4-12. Use the following procedure to gain access to the 
calibration adjustments or the backup fuse (F2): 

1. Set the POWER switch to OFF. 

2. Remove the power cord from the rear of the 
instrument. 

3. Remove the screw located directly below the 
power receptacle. 

4. Grasp the front panel and slide the instrument 
out of the case. 

5. The backup fuse and calibration adjustments 
are now accessible on the underside of the 
instrument (as viewed from the front panel). 

NOTE 

With the power cord replaced, the instrument 

is operational for troubleshooting. 



DANGEROUS VOLTAGES EXIST ON THE 
PCS ASSEMBLIES WHEN ENERGIZED. 
EXERCISE EXTREME CARE WHEN 
WORKING ON AN ENERGIZED CIRCUIT. 



6. To reassemble, reverse the previous procedures 
in a logical order. 

4-13. DISPLAY PCB ACCESS 

4-14. Use the following procedure to access the Display 

PCB for troubleshooting: 

1. Complete the Calibration Access procedure. 

2. Refer to Figure 4-1. Turn the instrument over 
and remove the indicated screws. 

3. The LCD, POWER switch, and RELATIVE 
switch are mounted on the Display PCB 
Assembly. Gently push on the LCD and 
POWER switch, sliding the assembly towards 
the rear of the instrument until the LCD and 
the switches clear the front panel and the right- 
hand side pcb edge slot. 

4. Flip the Display PCB over on the right side of 
the instrument. 



The Display PCB is connected to the main pcb 
by a flexible ribbon cable (Interconnect). This 
cable remains attached for service operation. 
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contact strips on the underside of the 
Interconnect cable. 



5. To reassemble, reverse the preceding 
procedures in logical order. 

4-1 5. DISPLAY PCB REMOVAL 

4-16. Use the following procedure to remove the 

Display PCB from the instrument: 

1. Complete the Display PCB Access procedure. 

2. Remove the screws (two) from the plastic bar 
that clamps the Interconnect cable to the 
Display PCB. 

3. Remove the plastic bar and gently lift the 
Interconnect cable from the sides. To avoid 
contamination, do not to touch the metal 



4. To reassemble, reverse the preceding 
procedures in logical order. 

4-17. LCD REMOVAL 

4-18. Use the following procedure to remove the LCD 
(Liquid Crystal Display) from the Display PCB 
Assembly: 

1. Complete the Display PCB Access procedure. 

2. Remove the two screws located on the foil side 
of the Display PCB Assembly. 
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3. Using your fingernail, pry the grey tabs on the 
LCD bezel free from the screw posts and 
remove. 

4. To reassemble, reverse the above procedures in 
a logical order. 

4-1 9. BACKUP FUSE REPLACEMENT 

4-20. Use the following procedure to replace the backup 
fuse (F2); 

1. Complete the Calibration Access procedure. 

2. Using a wide flat-blade screwdriver, pry the 
fuse out from the fuse holder. (Refer to Figure 
4-1 for the location of F2.) 

3. Replace the defective fuse a 3A, 600V fuse (mfg. 
part no. BBS-3). 

4-21 . AC LINE VOLTAGE SELECTION 

4-22. The 8050A is configured at the factory for a 
specific ac line voltage, The configured ac line voltage is 
listed on a decal located on the bottom of the unit. Line 
voltage changes require the ordering of a new transformer 
for the instrument. Refer to the Main PCB Assembly 
parts list in Section 5 for the part number of the required 
transformer. 

Instruments with Option 8050A-01 

Rechargeable Battery use a different 

procedure for changing the ac line voltage. 

Refer to Section 6 for this procedure. 



4-23. Use the following procedure to change the ac line 
voltage configuration on the 8050A: 

1. Complete the Calibration Access procedure. 

2. Remove the transformer and replace it one for 
the intended line voltage. 

3. Relocate the white wire (from the power 
receptacle) to the pcb hole labeled with the 
correct voltage. 

4. Remove the case and relabel the ac line voltage 
designation on the decal at the bottom of the 
instrument. 

4-24. dB Reference impedance Power-Up Setting 

4-25. The following procedure sets the default(at power 
up) dB reference impedance to any one of the 1 6 available 
impedances. In the standard configuration (no diodes 
installed), the default reference impedance is 6000. 

1. Complete the Display PCB Access procedure. 

2. Locate the diode mounting positions on the 
Display PCB Assembly (just to the right of the 
calibration access holes, viewed from the front 
of the instrument). 

3. Refer to Table 4-2 and install diodes as shown 
for the desired reference impedance. 

4. Reassemble the instrument. 



Table 4-2. dB Impedance Selection 
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4-27. Clean the front panel and case with a mild solution 
of detergent and water. Apply the solution with a soft 
cloth. Do not apply the solution directly to the front 
panel. Clean dust and debris from the pcb’s with low- 
pressure (20 psi) dry air. Clean contaminates from the 
pcb’s with isopropyl alcohol and a soft brush. Rinse with 
demineralized water while scrubbing with a soft brush. To 
dry the pcb’s, remove any ICs in sockets and use low- 
pressure dry air, then bake at 50 to 60°C (124 to 140°F) 
for 24 hours. Replace any components removed for 
cleaning and reassemble the instrument. 

4-28. PERFORMANCE TESTS 

4-29. The performance tests are used to compare the 
8050A performance with the list of specifications given in 
Section 1. We recommended that you run the 
performance tests for incoming inspection and periodic 
calibration. If the instrument fails any of the performance 
tests, then calibration adjustment and/or repair is 
needed. 

4-30. initial Procedures 

4-31. Before begining each of the tests, perform the 
following: 

1. Remove ail test leads. 

2. Check the fuses and, if necessary, replace. 

3. Set the POWER switch to ON, and allow the 
8050A to stabilize for approximately 5 minutes. 
Conduct the tests in an environment with an 
ambient temperature of 23 ± 5°C (73 ± 9°F) 
and a relative humidity of less than 80%. 

4-32. Display Test 

4-33. Use the following procedure to verify the proper 
operation of the LCD: 

1. Select the kfl function, 200fl range. 



2. Verify that the overrange indicator (I) is 
displayed. 

3. Connect the red test lead to the V/kO/S input 
connector and the black test lead to the 
COMMON input connector. 

4. Refer to Table 4-3. Short the test leads together 
and verify that the display reads as shown for 
each of the resistance ranges. 



Table 4-3. Display Test 



SELECT RANGE 


DISPLAY 


200Q 


00.00* 


2 kO 


.0000* 


20 k£2 


0.000 


200 kfl 


00.00 


2000 kn 


000.0 


20 Mfl 


0.000 


*Due to test lead .resistance, the least significant 
digit(s) may fluctuate by several counts. 



5. Select the DC V function, press the REF Z 
switch to the in position (on) and verify that 
four decimal points appear on the display. 

6. Select the 200V dc range. 

7. Connect the DMM Calibrator to the 8050A as 
follows: HI to the V/ kO/ S input connector and 
LO to the COMMON input connector. 

8. Adjust the DMM Calibrator until the 8050A 
displays + 188.88V dc exactly. 

9. Verify that all segments of the 8050A LCD are 
illuminated and the HV annunciator appears in 
the display. 

1 0. Set the DMM Calibrator for a -59V dc output. 

1 1 . Verify that the H V annunciator disappears and 
the polarity indicator changes to - (negative). 

12. Select the dB function on the 8050A, then set 
the RELATIVE switch to ON (in). 

13. Verify that the dB and REL annunciators are 
illuminated. 

14. This concludes the Display Test. Remove 
power from the DMM Calibrator before 
dismantling the test setup. 
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4-34. Linear Voltage T est 

4-35. Use the following procedure to verify the proper 
operation of the ac and dc voltage measurement 
functions: 

1. Connect the DMM Calibrator to the 8050A as 
follows: HI to the V / kO/ S input connector and 
LO to the COMMON input connector. 

2. For each step in Table 4-4, select the switch 
positions shown and adjust the DMM 
Calibrator to the required 8050A voltage input 
level and frequency, then verify that the 8050A 
display reading is within limits. 

3. This concludes the Linear Voltage Test. If 
desired proceed directly to the dB V oltage Test. 



4-36. dB Voltage Test 

4-37. Use the following procedure to verify the proper 
operation of the dB voltage measurement function: 

1. Complete the Linear Voltage Test. 

2. Select the AC dB function, 200mV range. 

3. Connect the DMM Calibrator to the 8050A as 
follows: HI to the V/kn/S input connector and 
LO to the COMMON input connector. 

4. For each step in Table 4-5, adjust the DMM 
Calibrator to the required 8050A voltage input 
level and frequency, then verify that the 8050A 
display reading is within limits. 



Table 4-4. Linear Voltage Test 



STEP 


UUT SWITCH 
POSITIONS 


UUT INPUT 


DISPLAY 

READING 




AC/DC 


RANGE 


LEVEL 


FREQUENCY 


1 




200 mV 


+190 mV dc 




+ 189.92 to +190.08 


2 






— 190 mV dc 




-189.92 to -190.08 


3 

4 


DC 


2V 


+ 1.9V dc 
-1.9V dc 




+ 1.8992 to +1.9008 
-1.8992 to -1.9008 


5 




20V 


+ 19V dc 




+18.992 to +19.008 


6 




200V 


+ 190V dc 




+ 189.92 to +190.08 


7 




1000V 


+1000V dc 




+999.5 to +1000.5 


8 




2V 


Short 




<.0040 


9 








100 Hz 


188.95 to 191.05 


10 




200 mV 


190 mV ac rms 


10 kHz 


188.95 to 191.05 


n 








50 kHz 


180.20 to 199.80 


12 






100 mV ac rms 


100 Hz 


^0985 to 4015 


13 

14 




2V 


1 .9V ac rms 


100 Hz 
10 kHz 


1.8895 to 1.9105 
1.8895 to 1.9105 


15 


AC 






50 kHz 


1.8020 to 1.9980 


16 








100 Hz 


18.895 to 19.105 


17 




20V 


1 9V ac rms 


10 kHz 


18.895 to 19.105 


18 








50 kHz 


18.020 to 19.980 


19 




200V 


1 90V ac rms 


100 Hz 


188.95 to 191.05 


20 




100V ac rms 


10 kHz 


99.40 to 100.60 


21 

22 




750V 


750V ac rms 


100 Hz 
1 kHz 


745.2 Lo 754.8 
745.2 to 754.8 
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STEP 


SELECT RANGE 


INPUT 


DISPLAY READING 


LEVEL 


FREQUENCY 






Short Circuit 






Below -75 dB 


2 


200 mV dB 


10.00 mV ac rms 




100 Hz 


-37.28 to -38.28 


3 




10.00 mV ac rms 




10kHz 


-37.28 to -38.28 


4 




1 .OOOOV ac rms 




100 Hz 


+02.07 to +02.37 



5. Disconnect the DMM Calibrator from the 
8050A. 

6. On the 8050A, set the POWER switch to OFF. 

7. Set the REF Z switch to ON (in). 

8. On the 8050A, set the POWER switch to ON 
and verify that the display reads 600 (the 
default reference impedance) for 3 seconds, 
then sequences through all stored reference 
values at a I-second rate. Stored reference 
impedances are: 50, 75, 93, 110, 125, 135, 150, 
250, 300, 500, 600, 800, 900, 1000, 1200, and 
8 ( 000 ). 

NOTE 

If the default reference impedance of Step 8 is 
not 600, refer to the dB Reference Impedance 
Power Up Setting procedure and check if the 
default reference impedance has been 
changed. 

9. This concludes the dB Voltage Test, remove 
power from the DMM Calibrator before 
dismantling the test setup. 

4-38. Current Test 

4-39. Use the following procedure to verify the proper 
operation of the ac and dc current measurement 
functions: 

1. Select the DC mA function. 

2. Connect the DMM Calibrator to the 8050A as 
follows: HI to the mA input connector and LO 
to the COMMON input connector. 

3. For each step in Table 4-6, select the range 
shown and adjust the DMM Calibrator to the 
required 8050A current input, then verify that 
the 8050A display reading is within the limits. 

4. Select the AC V function, 20mA range. 



5. Adjust the DMM Calibrator for an output 
19.000 mA,at a frequency of lOOHz. 

6. Verify that the display reads between 18.800 
and 19.200. 

7. This concludes the Current Test. Remove 
power from the DMM Calibrator before 
dismantling the test setup. 



Table 4-6. Current Test 



STEP 


SELECT 

RANGE 


INPUT 


DISPLAY 

READING 


1 


200 mA 


190 mA 


189.41 to 190.59 


2 


2 mA 


1.9 mA 


1.8941 to 1.9059 


3 


20 mA 


19mA 


18.941 to 19.059 


4 


200 mA 


190 mA 


189.41 to 190.59 


5 


2000 mA 


1900 mA 


1894.1 to 1905.9 



4-40. Resistance and Conductance Tests 

4-41. Use the following procedure to verify the proper 
operation of the resistance and conductance 
measurement functions: 

1 . Select the kO function, 2000. 

2. Connect the DMM Calibrator to the 8050A as 
follows: HI to the V/ kO/ S input connector and 
LO to the COMMON input connector. 

3. For each step in Table 4-7, select the range 
shown and adjust the DMM Calibrator to the 
required 8050A resistance input, then verify 
that the 8050A display reading is within the 
limits. 

4. This concludes the Resistance and 
Conductance Tests. Remove power from the 
DMM Calibrator before dismantling the test 
setup. 
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Table 4-7. Resistance and Conductance Tests 



STEP 


SELECT 

RANGE 


INPUT 


DISPLAY 

READING 


1 


200S2 


Short 


00.00 to 00.04 


2 


200f2 


1000 


99.88 to 100.14 


3 


2 kO 


1 ka 


.9988 to 1.0012 


4 


20 kf2 


10 ka 


9.993 to 10.007 


5 


200 kfi 


100 kO 


99.93 to 100.07 


6 


2000 kfi 


1 MS2 


997.2 to 1002.8 


7 


20 


10 MO 


9.972 to 10.028 


8 


2 mS 


1 kfi 


.9985 to 1.0015 


9 


200 nS 


10MS2 


99.30 to 100.70 



4-42. CALIBRATION ADJUSTMENTS 

4-43. Under normal operating conditions the 8050A 
requires calibration once every year. Calibration 
adjustments are also required after the instrument has 
been repaired or if it fails any of the Performance Tests. 
Test equipment required for the adjustments is listed in 
Table 4-1. Figure 4-2 shows the location of all 
adjustments for the following procedures. For 
verification, do the Performance Tests after completing 
the Calibration Adjustments. If portions of the 
Calibration Adjustments cannot be completed, refer to 
the Jumper Selection procedures given later in this 
section. 

NOTE 

On the 8050 A, set the PO WER switch to ON 
and allow the instrument to stabilize for 
approximately 5 minutes. Perform the 
calibration adjustments at an ambient 
temperature of 23 ±5° C (79 ±9^F). 




4-44. DC Calibration 

4-45. Use the following procedure to perform a DC 
Calibration: 

1. Connect the DMM Calibrator to the 8050A as 
follows: HI to the V/ kO/ S input connector and 
LO to the COMMON input connector. 

2. Select the DC V function on the 8050A. 

3. Turn on the DMM Calibrator. 



4. For each step in Table 4-8, select the range 
shown, and adjust the DMM Calibratorforthe 
required 8050A voltage input level, then adjust 
the indicated component to the display limits. 

5. This concludes the DC Calibration 
Adjustment. Remove power from the DMM 
Calibrator before dismantling the test setup. 

4-46. AC Calibration 

4-47. Use the following procedure to perform an AC 
Calibration: 

1. Connect the DMM Calibrator to the 8050A as 
follows: HI to the V/ kO/ S input connector and 
LO to the COMMON input connector. 

2. Select the AC V function. 

3. For each step in Table 4-9, select the range 
shown, and adjust the DMM Calibrator to the 
required 8050A voltage input level and 
frequency, then adjust the indicated 
component to the display limits. 

4. This completes the AC Calibration procedure. 
Remove power from the DMM Calibrator 
before dismantling the test setup. 

4-48. Jumper Selection 

4-49. If the calibration adjustments do not bring the 
instrument within specifications or if certain critical 
components (VRl or U32) have been replaced, complete 
one of the following jumper selection procedures. Jumper 
locations are shown in Figure 4-2. 

4-50. U5 JUMPER SELECTION 

4-51. The U5 jumper selection procedure should be 
performed if VRl has been replaced or if Rll does not 
have a sufficient adjustment range. Use the following 
procedure to select the proper resistance for U5: 

1. Using the 5-pin connector (p/n 537514) 
provided with the replacement parts kit, short 
MP20 jumper positions A-B-C-D. 

2. On the 8050A, set the POWER switch to ON. 

3. Adjust Rll fully counterclockwise. 

4. Select DC V function, 2V range. 

5. Connect the DMM Calibrator to the 8050A as 
follows: HI to the V / kO/ S input connector and 
LO to the COMMON input connector. 

6. Adjust the DMM Calibrator to +1. 8888V dc. 





IMPEDANCE 
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Table 4-8. DC Calibration 





RANGE 






DISPLAY LIMITS 


1 


2V 


+1. 9000V 


R11 


+1.9000 exactly 


2 


200 mV 


+190.00 mV 


R12 


+1 90.00 exactly 


3 


200 V 


+190.00V 


R5 


+1 90.00 exactly 


4 


1000V dc 


+ 1000.0V 


R6 


+1000.0 exactly 


R11 can not be adjusted to the DISPLAY LIMIT, refer to the U5 jumper selection 
procedures in Section 4 of this manual. 



Table 4-9. AC Calibration 



STEP 


RANGE 


8050A VOLTAGE INPUT 


ADJUST 


DISPLAY LIMITS 


LEVEL 


FREQ 


2 

3 

4 

5 


2V 

2V 

R7 ar 
2V 
20V 
200V 

Cl ar 
*Use a 


1 ,9000V 
100.0 mV 

d R29 are interacting 
Short circuit 
19.000V 
100.00V 

d C2 are interacting a 

n insulated screwdrive 




200 Hz 
200 Hz 

adjustments. Re 

lOkHz 
10 kHz 

djustments. Repe 
r for these adjust 


R7 

R29 

aeat until both are w 

cr 

C2* 

at until both are wit 
Tients. 

I . 


1.8995 to 1.9005 [T> 
,0999 to .1001 [|>- 
thin their limits. 

Less than 40 digits 
18.990 to 19.010 
99.95 to 100.05 
hin their limits. 


If R7 cannot be adjusted to the DISPLAY LIMITS, refer to the U33 jumper seiecter 
procedure in Section 4 of this manual. 

If the display is not within limits in step 3 or R29 is outside adjustment range procedure 
range, refer to the RMS Converter Offset Adjustment procedure in Section 4 of this manual. 



7. Turn on the DMM Calibrator. 

8. Compare the 8050A display to the LOW and 
HIGH display readings in Table 4-10 and find 
the DISPLAY READING that the 8050A 
display is between. Cut out the portion of the 
jumper as shown under the JUMPER 
CONFIGURATION heading that corresponds 
to the DISPLAY READING. 

9. Perform the Calibration Adjustments. 

4-52. U33 JUMPER SELECTION 

4-53. The U33 jumper selection procedure should be 
performed if the RMS Converter(U32) has been replaced 
or if R7 does not have a sufficient adjustment range. Use 
the following procedure to select the proper resistance for 
U33: 

1. Using the 4-pin connecter (p/n 537522) 
provided with the replacement parts kit, short 
MP2I jumper positions E-F-G. 



2. On the 8050A, set the POWER switch to ON. 

3. Adjust R7 fully clockwise and adjust R29 the 
center of its range. 

4. Select the AC V function, 2V range. 

5. Connect the DMM Calibrator to the 8050A as 
follows: HI totheV/kn/S input connector and 
LO to the COMMON input connector. 

6. Adjust the DMM Calibrator for l.OOOOV ac 
rms, at 200Hz. 

7. Turn on the DMM Calibrator. 

8. Compare the 8050A display to the DISPLAY 
READING columns in Table 4-11 and find 
which LOW and HIGH values that the 8050A 
display reading is between. Cut out the portion 
of the jumper as shown under the JUMPER 
CONFIGURATION heading that corresponds 
to the DISPLAY READING. 
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Table 4-10. US Jumper Positions 



DISPLAY 

(ALL JUMPER PINS INSTALLED) 


JUMPER CONFIGURATION 
AS VIEWED FROM REAR OF 8050A 


LOW 


HIGH 




1.8773 


1.8879 


4 i i i i 

1 1 1 1 I 


1.8667 


1.8772 


4 4 4 4 1 

i 1 1 1 1 


1.8562 


1.8666 


4 1 4 4 4 

1 ! I 1 1 


1.8459 


1.8561 


4 4 4 1 1 

i 1 i 1 1 


1.8356 


1.8458 


4 J' 


1.8255 


1.8355 


! 1 1 1 I 

4 4 4 4 


1.8155 


1,8254 


4 _j4 I 4 4 

1 i 1 1 1 


1.8056 


1.8154 


4 ♦ 1 i i 


1.7958 


1.8055 


1 4 4 4 4 


1.7861 


1.7957 


1 4 4 4 1 

1 ! 1 1 1 


1.7765 


1.7860 


1 4 4 4 4 

1 I 1 1 i 


1.7670 


1.7764 


1 4 4 1 1 

1 1 1 1 1 


1.7576 


1 .7669 


1 1 4 4 4 

1 i 1 1 1 


1.7483 


1.7575 


1 1 4 4 1 

1 1 1 1 1 


1.7391 


1.7482 


11,44 


1.7300 


1.7390 


NO JUMPER INSTALLED 



SELECTABLE JUMPER CONFIGURATION FOR DC CALIBRATION (VOLTAGE REFERENCE VR1 
CALIBRATION NETWORK, U5). 



9. Perform the Calibration Adjustments. 

4-54, RMS CONVERTER OFFSET ADJUSTMENT 
PROOEDURE 

4-55. The rms converter offset adjustment should be 
performed if R29 does not have a sufficient adjustment 
range or if the 8050A display reading is greater than .0040 
in step 3 of Table 4-9. Use the following procedure to set 
the initial offset of the RMS Converter: 

1. On the 8050A, set the POWER switch to ON. 

2. Select the AC V function, 2V range. 



3. Connect the DMM Calibrator to the 8050A as 
follows: HI to the V / kO/ S input connector and 
LO to the COMMON input connector. 

4. Adjust the DMM Calibrator for l.OOOOV ac 
rms, at 400Hz. 

5. Turn on the DMM Calibrator. 

6. With the DMM, measure the voltage at pin 7 of 
the RMS Converter with reference to ground 
(TPl). This voltage must be U.OV ± 20 mV. 
Record this voltage to the nearest 0. 1 mV. If the 
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measured voltage is beyond the limit, then 
replacement of the RMS Converter is 
indicated. 

7. Measure the voltage at pin 6 of the RMS 
Converter. If this voltage is greater than ± 0.5 
mV of the recorded value in step 5, adjust the 
potentiometer on the RMS Converter so that 
pin 6 is ± 0.2 mV of pin 7. 

7. Perform the Calibration Adjustments. 




The pcb assemblies used in the 8050A contain 
CMOS components which are static sensitive. 
Please read and comply with the information 
on the static awareness sheet given in the 
beginning of this section. 



WARNING 

DANGEROUS VOLTAGES EXIST ON PCB 
ASSEMBLIES EXPOSED FOR TROUBLE- 
SHOOTING. EXERCiSE CAUTION WHEN 
MAKING MEASUREMENTS ON LIVE 
CIRCUITS, AND USE AN INSULATED TOOL 
FOR ALL ADJUSTMENTS. SET POWER TO 
OFF BEFORE REPLACING ANY COM- 
PONENT OR DEVICE. 

4-58. The following information is provided to help 
isolate faults and direct the technician to possible causes. 
Signal level or node description by test point is given in 
Table 4-12. A troubleshooting guide is presented in Table 
4-13. This guide is intended to be used in conjunction with 
the Performance Tests. After completing the tests, note 
any discrepancies that have occurred, find the test 
heading in Table 4-1 3 and the apparent symptom, and use 
the possible cause as a starting point in troubleshooting 
the problem. 



Table 4-11. U33 Jumper Positions 



DISPLAY READING 


JUMPER CONFIGURATION, MP20 


(All Jumper Pins Installed) 


AS VIEWED FROM LEFTSIDE OF 8050A 


LOW 


HIGH 


6 G A F A E A 

I 1 1 1 


1.0100 


1.0497 


1 1 I 1 


1.0498 


1.0932 


I 1 1 1 

i f f 1 


1.0933 


1.1366 


1 1 1 1 

i f i f 


1.1367 


1.1801 


1 1 1 1 

4 4 1 ! 


1.1802 


1.2236 


1 1 1 1 

1 4 i 4 


1.2237 


1.2671 


1 i f 1 


1.2672 


1.3106 


1 1 t j 


1.3107 


1.3540 


NO JUMPERS INSTALLED 


JUMPER CONFIGURATION FOR AC CALIBRATION (RMS CONVERTER U32, CALIBRATION 
NETWORK, U33), 
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MAINTENANCE 



TROUBLESHOOTING 



TEST POINT 


FUNCTION 


TEST POINT 


FUNCTION 


1 


COMMON 


8 


A/D Converter Integrator Output 


2 


+13V 


9 


First AC Buffer Output 


3 or CR 12 Cathode 


+6 V 


10 


Second AC Buffer Output 


4 


^5V 


11 


RMS Converter Output 


5 


-10V 


12 


Display Back Plane Drive 150 Hz 
Square Wave) 


6 


A/D Converter Input 






7 


A/D Converter Buffer Output 


13 


Integrate Control Line 
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TEST AND SYMPTOM 



POSSIBLE CAUSE 



MAINTENANCI 



!N!T!ALTURN ON 
Display Blank 

Display "stuck” with a constant reading 
Reads overload for several minutes after turn on 

DISPLAY TEST 
All segments on 

All or no decimal points 
Decimal point in wrong location 

1 or more digits missing 
1 or more annunciator missing 

LINEAR VOLTAGE TEST 

Display reading is out of tolerance 

Constant overrange in DC V 

Does not respond to input voltages 
Does not range properly in AC V 

dB VOLTAGE TEST 
Does not go into dB 

Does not autorange 

Display reading is out of tolerance 

CURRENT TEST 

Does not respond to input currents 

Display reading is out of tolerance on 1 or more 
ranges 

RESISTANCE/CONDUCTANCE TEST 

Reading is out of tolerance on 200^2 and 2 k$2 
range 

Reading is out of tolerance on other ranges 
Readings are out of tolerance on high ohms 
Readings are noisy on all ranges 
Residual reading with test leads open 



Power supply (Q6), power switch, interconnect, 
microcomputer U17 

Touch and Holdon,Ql1,Q12 
Q17, Power On Reset {U17 pin 8) 

No drive (50 Hz squarewave, TP12) U10, interconnect, U17 

U16, U17, interconnect 

U16, range switch input to U1 7 

U10-16, interconnect, U17 

Out of calibration 

A/D, Check TP6, 7, and 8 for proper waveforms, U18, U19, 
U20 

R2 open, A/D input 
U17, U31, U22, Q7, Q8 

Function switch input to U17 
U17, U31, U22, Q7, Q8 
AC V is out of calibration 

Fuse FI, F2 

R16, R17,R18, U6, U28, CRT 
R3 

U1, check 190V dc calibration 

RV1 , RV2, RV3 overheated from severe overload 

RT1, C39 

PCB is contaminated, see cleaning procedure in Section 4 



Section 5 

List of Replaceable Parts 



ASSEMBLY NAME 



Final Assembly 
A1 Main PCB Assembly 
Federal Supply Codes for Manufacturers 
Fluke Technical Service Centers 




8050A-0&3 5-1 5-3 5-1 5-4 

5-2 5-5 5-2 5-9 

5-3 5-12 

5-13 
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LIST OF REPLACEABLE PARTS 



5-1. INTRODUCTION 

5-2. This section contains an illustrated listing of 
replaceable parts for the 8050A Digital Multimeter. 
Ordering procedures for parts and a cross-reference to 
federal supply codes are also provided in this section. 
Both mechanical and electrical components are listed by 
reference designators. Each assembly is accompanied by 
an illustration showing the part location and its reference 
designator. 

5-3. PARTS ORDERING INFORMATION 

5-4. Electrical components may be ordered directly 
from the manufacturer by using the manufacturer’s part 
number, or from the John Fluke Mfg. Co., Inc. and its 
authorized representatives by using the part number 
under the heading FLUKE STOCK NO. Final assemblies 
are normally not available as a whole assembly. 



5-5. To ensure prompt delivery of the correct part, 
include the following information. 

1. Fluke Stock Number. 

2. Description (as given under the DESCRIP- 
TION heading). 

3. Reference Designator. 

4. Quantity. 

5. Part Number and Revision Level of 
component’s pcb. 

5-6. Parts price information is available from the John 
Fluke Mfg. Co., Inc. or its representatives. 
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H2 

N3 

HA 

H5 

H6 

H7 

J1 

LCDl 

npi 

nP2 

riP3 

WA 

HP5 




MP15 

W16 

RP17 



nP20 

np2i 

HP22 

RP23 

rs)24 

W25 
IIP 30 
PP31 
IIP 32 
HP33 

tPZA 

U1 




FUSE, FIBRE, 3A, 600M 

SCREW, PHP, 6-32 X 1/4 

SCREW, PHP, 6-32 X 1/2 

SCREW, RHP, 4-40 X 1/4 

SCREW, TW-fORRING, 5/20 X 5/16 

SCREW, sens, 6-32 X 1/4 
SCREW, PHP, 6/32 X 3/8 
WASI€R, «6 FLAT 
CABLE, DISPLAY INTERCONNECT 
DISPLAY, LIQUID CRYSTAL 

BEZa, LCD 
BRACKET, LCD 

BUTTON, SWITCH <FLMmffi<l) 

BUTTON, SWITCH (GREEN) 

BUTTCB^, GRAY (WTSET) 



FUSE HOLDER ASSEMBLY 

TO ORDER a>S£ CH,Y, SEE ^*12. 



CAP. FUSE (FOR 
DECAL, DISC (ON 
PANEL, FRONT 



RECEPTAaE, AC 
RETAIICR, FLEX 
SHiaO, INSU.ATOR 
SHIELD, MAIN 
SHXaD, TOP 

INSULATOR, PCB 
DECAL, FRONT PANEL 
CASE, EXTERIOR PLASTIC 
HAI«)LE, MO-DED PLASTIC 
DEC«., SPECIFICATION 

TEST LEAD W/PR09E (Y8132) 

DECAL, FACTCKY MUTUAL 
JJ1PER ASSY. (FOR U5) 
dJMPER ASSY. (FCm U33) 

BOX, UNIT SHIPMENT 

BOX LIICR 
LINE CORD 

INSTRUCTION MANim (8050A) 
REC0IH1ENDED S^ARE PARTS KIT (8050A) 



S050A 


LINE 


fim>a 


376582 


71400 


AGX-2 


475004 


71400 


BBS-3 


385401 


73734 


19042 


320051 


89536 


320051 


256156 


89536 


256156 


494641 


89536 


494641 


178533 


89536 


178533 


288266 


89536 


288266 


340505 


B9536 


340505 


507723 


89536 


507723 


507673 


89536 


507673 


479642 


89536 


479642 


471730 


89536 


471730 


425900 


89536 


425900 


510271 


89536 


510271 


510164 


89536 


510164 


426759 


89536 


426759 


525527 


89536 


525527 


453092 


89536 


453092 


516039 


89536 


516039 


525139 


89536 


525139 


495044 


89536 


495044 


507699 


89536 


507699 


478248 


89536 


478248 


510156 


89536 


510156 


471029 


89536 


471029 


510198 


89536 


510198 


516021 


89536 


516021 


510172 


89536 


510172 


510180 


89536 


510180 


525196 


89536 


5^196 


507657 


89536 


507657 


478008 


89536 


478008 


330092 


89536 


330092 


507665 


89536 


507665 


516666 


89536 


516666 


52461 t 


89536 


524611 


537514 


89536 


537514 


537522 


89536 


537522 


697821 


89536 


697821 


723155 


89536 


723155 


343723 


89536 


343723 


530907 


89536 


530907 


533919 


89536 


533919 



1 

1 5 



1 

1 

1 

1 

1 

i 

1 

1 

1 

1 

1 

1 

1 

AR 



1 

1 



»-HJ I— 











'4 



18 MP20 




19 



8050A-4001 








MP9 




Bezel Section 



m 

n i t7 i *7 < 




Figure £ 
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1 



1-5-0.25 



120 PF +/-5%, 500V 
120 PF +/-5X. 500V 
1800 PF V~5%, 500V 
OP. 10 UF +/-10X. 1' 
T, 1,0 IF V-IOX. 1' 



PS-YESTER, .022 IF +/-: 
ffYU«. .047 UF +/-10X, 



ELECT. 470 IF -10/-S-75X, 16V 
Tft. 10 UF +/-20X. 15V 
TA, 22 UF ■f-/-20X, 15V 
ELECT. 220 UF -10/+75Z. SV 
ELECT, 220 IF -10/+75X. 25V 



218206 72982 530-000 
218206 72982 530-000 

1<^©486 72136 DrU5F12iJ 
148486 72136 Dm5F121J 
l-ie353 89536 148353 
446781 89536 446781 
WS47 37445 C280HAH/AIPf 

193623 56289 1960106X0015A1 
446799 89536 446799 
4^183 52763 rS<T. 1822 322/10 
162008 734© C280{1AE/A47K 
501510 89536 501510 

501510 89536 501510 
193623 56289 196D106X0015A1 
423012 56289 1960226X0015KA1 
48^71 89536 484071 



ELECT. 22 UF -10/+75%, 
ELECT. 22 UF -10/4-75%. 
CER. 1000 PF +/-20X. 1' 
CER. 1000 PF +/-20X, 1' 
TA. 2.2 UF +/-20X, 20V 



436840 89536 436840 



149153 

149153 

161927 



PO.YPROP. .047 UF +/-10X. V 
mCA. 180 PF +/-5Z. 500V 
niCA. 68 PF +/-SZ. 500V 
tlYLAR, .<W UF +/-10Z. 250V 
CERAHIC. 1000 PF +/-10Z. 50< 



TA. 10 UF V-20Z, 15V 
CERAmC, 1000 PF +/-10%. 
CERARIC, 1000 PF +/-10X. 
CER. .025 UF +/-20X. IOC 

ELECT. 47 IF 4-/-20X. ICH. 



162008 

357806 

193623 

357806 

357806 



446773 

OmSFlBlJ 

DH15F680J 

C2aOWE/M7K 

C016B102G-102K 

196D106X0015A1 

C016B102G-102K 

coi6eio2G-ioa< 



UF +/-20Z 
PF +/-5X. 
UF +/-20X 
+/-20X. i: 



613984 89536 613984 



193623 56289 L96D106X0015A1 



C44 


CAP. ELECT. 10 UF +/-20X. 16V 


61-<^9 


89536 


61^9 


RE 


ai 


DIODE. FED, OFRENT REGULATOR 


393-S4 


07910 


TCR5290 




CRl 


DIODE, SI, RECTIFIER. 2 AfP. 50 VOLT 


347559 


14099 


1^5400 




CR2 


DIOK. SI. LO-CAP/LO-LEAK 


348177 


07263 


FD7223 




CR3 


DICDE. SI. LOHI^/LO-LEAK 


3^177 


07263 


FD7223 


RE 


CR12 


DIS3E. SI. LO-D¥»/LCK£/« 


3^177 


07263 


FD7223 


RE 


t91 


SPRING. CaiPRESSION COIL 


42^4 


83553 


CO24O-O26-O50O-S 




rs>2 


SUPPORT, HYBRID <10 U32) 


5156S 


89536 


515635 




re>6 


SUPPORT. RESISTOR 


5^79 


89536 


5^79 





Ipl 






525154 


89536 


5S154 




fir. 




1 III 1 ' f ll 


XSTR, 


SI, NPN 




218396 


89536 


218396 


XSTR, 


SI. NPN 




218396 


89536 


218396 


XSTR, 


SI, <rET^) 


329698 


89536 


329698 


XSTR. 


SI. PNP 




225599 


072^ 


2H425© 


XSTR, 


FIELD EFFECT 


<FET> 


370072 


89536 


370072 


XSTR. 


FIELD EFFECT 


(FET> 


370072 


89536 


370072 


XSTR, 


SI. PNP 




195974 


04713 


2H3906 


XSTR, 


SI, NPN 




168716 


©7263 


S19254 



XSTR. 


II; 




<SELECTED> 


380394 


89536 


380394 


XSTR, 


< ELECTED) 


:^394 


89536 


^394 


XSTR. 


SI. 


PhP 




225599 


07263 


2H4250 


)^FR. 


SI. 


PW 


(SELECTED) 


380394 


89536 


380394 





















FLUKE 


mS!m 








H 


DESCRIPTION 


STOCK 


lil 






REC 


0 




NO. 


m 


■liilIB 




OTY 


T 

E 



S19 


XSTR, FET, WAL N-CH«4€L 




A19283 


89536 


A19283 


1 


R1 


RES. carp, looK +/-ica;, ly 




109397 


01121 


®10A1 


1 


R2 


RES. UU. 1000 */-lOX, 2W 




A7A080 


89536 


Ajmeo 


1 


R3 


RES, MIL. FILH, 1000 +/-5Z, l/lOU 




51A265 


89536 


51A265 


1 


R5 


RES. CER. iOOK +/-10Z, 1/2W 




529099 


89536 


529099 


1 


R6 


RES, M«?, 100 +/-10X, 1/2W 




529115 


89536 


529115 


1 


R7 


RES, VAR, CER, IK +/-10%, 1/2U 




513259 


89536 


513259 


1 


R8 


RES. COfP, 220K +/-10Z, 3J 




110197 


01121 


HBlOll 


1 


Rll 


RES, VAR, CER, 500 V-10%. 1/2U 




4A7730 


89536 


AA7730 


1 


R12 


RES, CERrET. 200 V-IOZ. 1/2W 




A7A973 


89536 


A7A973 


1 


RIA 


RES, DEP. CAR, in V-5%, 1/^ 




3-^B9S7 


80031 


®25i-A-5Pin 


A 


R15 


RES. DEP. CAR, 20 W-5X. l/m 




AA2202 


80031 


®25i-A-5PK)E 


1 


R16 


RES, RTL. FILR, 900 V-O.IX, i/W 




A61988 


91637 


P1F55901 


1 


R17 


RES, RTL. FILR 90 +/-0.1Z, l/SU 




A61970 


91637 


CTF55902 


1 


R18 


RES, yy, 9 +/-.15Z, ly 




A61962 


89536 


A61962 


1 


Rl? 


RES. C01P, lOOK V-5Z, 2W 




285056 


89536 


285056 


1 


R20 


RES, COflP, 2.2R +/-10Z, X/2U 




108225 


89536 


285056 


1 


R21 


RES, C01P, 22R +/-5X. 1/^ 




221986 


01121 


®2265 


1 


R22 


RES, DEP. C#«, 100 V-52, 1/AU 




3A8771 


80031 


CR251-4-5P100E 


3 


R23 


RES, DEP. CAR, 100 +/-5Z, 1/m 




3A8771 


80031 


®25i-A-5PI00e 


REF 


R2A 


RES, COT, A.7R +/-5Z, 1/AW 




2200A6 


01121 


®A755 


A 


R29 


RES, VAR, Itt +/-10Z, 1/2U 




A85052 


89536 


A85052 


1 


R30 


RES, DEP, CAR, A70K +/-5Z, 1/^ 




3A263A 


80031 


CT251-A-5PA70K 


1 


R32 


RES, DEP.CAR, in +/^Z, 1/AU 




3^^987 


80031 


®^1-A-5P1H 


REF 


R33 


RES. DEP, CAR, Ifl +/-5Z, 1/AW 




3^987 


80031 


®251-4^1H 


Rtr 


R36 


RES, DEP. CAR. 15K +/-5X, l/AU 




3A885A 


30031 


®251-A-5P15K 


1 


R37 


RES, COT, A.TT! +/~5Z, 1/AW 




2200A6 


01121 


®A755 


REF 


R38 


RES. DEP. CAR, 15K +/-5Z, 1/^ 




3^^5A 


80031 


®25l-A-5P15K 


REF 


R39 


RES, JTTL. FILM, 232K +/-1Z, l/m 




276618 


91637 


01F552323 


1 


R40 


RES. DEP. CAR, 680 +/-5X, 1/^ 




36877? 


80031 


®2510A05P680£ 


1 


R42 


RES, DEP. CAR, 27K +/-5Z, 1/AW 




AA1501 


80031 


®25i-A-5P27K 


1 


R43 


RES. DEP. CAR, 750K +/-5Z, 1/^1 




AA2525 


80031 


K251-A-5P750K 


1 


?(AA 


RES, DEP. CAR, 100 +/“5Z, 1/AW 




3A8771 


80031 


®251-A-5P1«« 


REF 


R« 


RES. COT, A.7n +/~5%, 1/^ 




2200A6 


01121 


CBA755 


REF 


nA6 


RES, FXD, 2AK ♦/-5X, 1/AW 




AA2^ 


80031 


®25i-A-5P2^ 


1 




RES, DEP. CAR, 15K V-5Z, 1/AW 




ZA885A 


80031 


raZfl-A-5P15K 


REF 


R^ 


RES, DEP. CAR. 27K V-5Z, 1/AU 




AA1501 


80031 


®251-A-5P27K 


1 


R52 


RES, COT. A7n +/~10Z, i/2U 




1A6A15 


89536 


146A15 


1 


R53 


RES, COT. A.7M +/-5Z, i/AU 




2200A6 


01121 


C8A755 


REF 


H5A 


RES, DEP. CAR, If! V-5Z, 1/Ay 




3^^987 


80031 


®251-A-5Pin 


REF 


R55 


RES, DEP. CAR, A70K +/-5Z, 1/AU 




3A2634 


80031 


®251-A-5PA70K 


1 


R56 


RES, CAR. DEP, 1 V-5Z, l/m 




357665 


80031 


®251-A-5P1E 


1 


RTl 


TFOniSTCS? 




AA68A9 


50157 


180010200 


i 


RVl 


W«1STEK 




AA7672 


0921A 


VA30MA7 


3 


RV2 


VARISTt® 




AA7672 


0921A 


VA30f!A7 


REF 


RV3 


VARXSTW? 




AA7b72 


0921A 


VA30m7 


REF 


Sl-SlO 


SWITCH AS^reLY 




507707 


89536 


507707 


1 


Sll 


SWITCH 




A73736 


89536 


A73736 


2 


S12 


SWITCH 




A73736 


89536 


A73736 


REF 


T1 


TR«^CSrER, POER 




®D£R 


F® 


<¥JPR®RIATE VCI.TAGE 


1 




120V 




512939 


89536 


512939 






lOOV 




513283 


89536 


513283 






2A0V 




513291 


89536 


513291 






115V, 60Hz 




512939 


89536 


312939 




TPl-5 


TEsnih^ nt^ 




379A3& 


89536 


379A38 


12 


TP7-13 














Ui 


RESISTOR NETWDRK 




501080 


89536 


501080 


1 


U2 


RESISTCS hETWORK 




512905 


89536 


512905 


1 


U3 


RESISTOR NETWORK 




513556 


89536 


513556 


i 


UA 


RESISTOR rCTWQRK 




51^80 


89536 


513580 


1 


U3 


RESISTO? h£TVH2?K 




519736 


89536 


319736 


1 


U6 


IC, RES, 2-RESIST® SFiKT 




A61A9i 


89536 


A61A91 


1 


U7 


IC, OP-AfP, DUAL, COTEHSATED, 8-PlN 


DIP 


A18566 


1832A 


Lrm9N/®3999 


2 


US 


IC, tP-AfP, DUAL, COTEhSATED, 8-PIN 


DIP 


A18566 


1832A 


U1359N/CR3999 


REF 
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U9 


1C, Lai POO. Dl^ VCLTAI^ cotpmpiTm 


478354 


01295 


U139®^ 


UlO® 


IC. C~res, LISUID-CRYSTAL 4-^Q'SNT 


^3225 


02735 


CD405^E 


un® 


IC, C-flOS, LieUID-€R'?8T#a- 4-SEK®fr 


^3225 


02735 


CD405^E 


U12® 


IC, C-fOS, LI^ID-0?YSTl^ DSPLY DfilVOS 


507376 


02735 


CD4056BE 


U13® 


IC, CHIOS, Li«jID-a?YSTl^ DSPLY Df?I\OS 


507376 


027^ 


CD4056BE 


U14® 


IC, C-WS. LI«JXD-C8YSTAL DSPLY I^IVERS 


507376 


027:^ 


CD40568E 


U15® 


IC, C-mS, LIOUID-CRYSTAL DSPLY DRI^S 


507376 


02735 


CD4056BE 


U16® 


IC, c~ms, LiouiD-a?YST/!«. ASEumn 


«3225 


027^ 


CD405-SE 


U17® 


IC, C-mS. SI, N-CH4M«L, 40 PIN DIP 


524900 


8^36 


524900 


U18 


IC, ELECTED < 80504-^506) 


515999 


89536 


515999 


U19 


IC, SELECTED <805(^^606-01) 


516005 


89536 


516005 


U20 


IC, SELECTED <80504-^606-01) 


516005 


89536 


516005 


U21 


IC, IPERATIO^ PTPn (80504-^04) 


609883 


89536 


609883 


U22® 


IC, CHIOS, QUAD BILATERf^a. SUITCH, 14-PIN 


36:^38 


12040 


rftS616AN 


U23 


IC, CS^ERATia^ PSP, iQ050Pt-A50A) 


609^ 


89536 


609883 


U24 


MS.TAGE REGULATCR 


507434 


89536 


507434 


U25 


RERJLATOR 


507442 


89536 


507442 


U27 


RESISTOR fCTUC^K 


513598 


89536 


513598 


U28 


RECTIFIER BRIDGE 


41K82 


83003 


woe 


U29 


RECTIFIER BRirX^ 


41^82 


83003 


VP108 


U31 


IC, LOU Pao, DU^a. DOLTI^E CQP83ARAT0R 


478354 


01295 


U1393N 


U32 


HYBRID RffS TO DC CIMOTER 


510685 


89536 


510685 


U33 


RESIST®? }€TWCS?K 


513564 


89536 


513564 


1J34 


RESISTCff? ICnO?K 


519728 


89536 


519728 


VRl 


DIODE, 2E^ER 


387217 


8^36 


387217 


U1 


WIRE ASSETSLY (RED) 


537159 


89536 


537159 


U2 


WIRE ASSETSLY (BLK) 


537167 


89536 


537167 


U3 


WIRE ASSETSLY (UHT) 


489096 


89536 


489096 


U4 


WIRE ASSEUBLY (BUG 


^104 


89536 


489104 


U5 


WIRE ASSETSLY (UHT) 


489120 


89536 


489120 


U6 


WIRE ASSETSLY <GRH,YEL) 


489112 


89536 


489112 


XU17 


SOCKET, IC 


429282 


09922 


DILS40P-108 


XU18-20 


SOCKET, 14-PIN 


276527 


09922 


DILB8P-108 


Yl 


CRYSTAL, 4 mz 


474072 


89536 


474072 




i 

i 

1 



X 

1 

1 

i 

X 



1 

i 

1 

1 




i 

X 

1 




used ■^erefbre say not be installed. 
3 U1 P/H 5109^1 say be used in place 
of P/N 501080 



4 U2 P/N 510834 sau be used in place 
of P/N 512905. 
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Table 5-3. Federal Supply Codes for Manufacturers 



01121 


Allen-Bradley Co. 


12040 


National Semiconductor Corp. 


72982 


Erie Tech. Products, Inc. 




Milwaukee, Wisoncsin 




Danburry. Connecticut 




Erie, Pennsylvania 


01295 


Texas Insiruments, Inc. 


14099 


Semtech Corp. 


73445 


Amperex Electronic Corp. 




Semiconductor Components Div. 




Newbury Park, California 




Hicksville, New York 




Dallas, Texas 


18324 


Signelics Corp. 


73734 


Federal Screw Products, Inc. 


02735 


RCA Corp. 
Solid State Div. 




Sunnyvale, California 




Chicago, Illinois 




Somerville, New Jersey 


30035 


Joio Industries, Inc. 


78189 


Shakeproof 








Garden Grove, California 




Div. of Illinois Tool Works 


04713 


Motorola Semiconductor Products, Inc. 
Phoenix, Arizona 


50157 


Midwest Components, Inc. 




Elgin, Illinois 








Muskegon, Michigan 


80031 


Mepco 


07263 


Fairchild Semiconductor 








Div. of Sessions Clock Co. 




Div. of Fairchild Camera 


52072 


Circuit Assembly Corp. 




Morristown, New Jersey 




& Instrument Corp. 
Mountain View, California 




Costa Mesa, California 


83003 


Varo, Inc. 






52763 


Stettner-Trush, Inc. 




Garland, Texas 


07910 


Telsdyne Corp. 
(Continental Device) 




Cazonovla. New York 


83553 


Associated Spring Barnes Group, Inc, 




Hawthorne, California 


53217 


Technical Wire Products, Inc, 
Santa Barbara, California 




Gardena, California 


09214 


G.E, Soml-Conciuotor Products Dept. 






89536 


Fluke, John Mfg, Co,, Inc, 




Auburn, New York 


56289 


Sprague Electric Cc. 

North Adams, Massachusetts 




Seattle, Washington 


09922 


Burndy Corp, 






91502 


Associated Machine 




Norwalk, Connecticut 


71400 


Bussmann Mfg. 

Div. of McGray - Edison Co. 




Santa Clara, California 


11503 


Keystone Mfg. 




Saint Louis, Missouri 


91637 


Dale Electronics, Inc. 




Div. of Avis Industrial Corp. 
Warren, Michigan 


72136 


Electro Motive Mfg. Co. 
Wllliamantic, Connecticut 




Columbus, Nebraska 






California 

Fluke Service Center 
46610 Landing Parkway 
Fremont, CA 94538 
TEL: (510) 651-5112 
FAX: (510) 651-4962 

Fluke Service Center 
16715 Von Karman Avenue 
Suite 110 
Irvine, CA 92714 
TEL: (714) 863-9031 
FAX: (71 4) 757-7556 

Fiorida 

Fluke Service Center 
550 S, North Lake Blvd. 

Altamonte Springs, FL 32701-5227 
TEL: (407) 331-2929 
FAX: (407) 331-3366 

Illinois 

Fluke Service Center 
1150 W, Euclid Avenue 
Palatine, IL 60067 
TEL: (708) 705-0500 
FAX: (708) 705-9989 

New Jersey 

Fluke Service Center 

W. 75 Century Hd 

or P.O. Box 930 

Paramus, N.J. 07652 

TEL: (201) 599-9500 (599-0919) 

FAX: (201) 599-2093 

Texas 

Fluke Service Center 
2104 Hutton Drive 
Suite 112 

Carrollton, TX 75006 
TEL: (214) 406-1000 
FAX: (214) 406-1072 

Washington 
Fluke Service Center 
Fluke Corporation 
Building #4 
1420-75TH St, S.W. 

M/S 6-30 

Everett WA 98203 
TEL: (206) 356-5560 
FAX: (206) 356-6390 



INTERNATIONAL 

Argentina 

Coasin S.A, 

Virrey del Pino 4071 DEP E-1 
1430 CAPPED 
Buenos Aires 
TEL: 54-1-552-5248 
FAX: 54-1-551-1767 

Australia 

Phillips Customer Support 
Scientific and Industrial 
23 Lakeside Drive 
Tally Ho Technology Park 
East Burwood 
Victoria 3151 
TEL: 61-3-881-3666 
FAX: 61-3-881-3636 



Phillips Customer Support 
Scientific and Industrial 
Block F. Centrecourt 
34 Waterloo Road 
North Ryde, N.S.W. 2113 
TEL: 61-2-888-0416 
FAX' 61-2-888-0440 

Austria 

Fluke Austria GmbH 

Unternehmensbereich Prof. Systeme 

Gutheil Schoder 

Gasse 10 

A-1 102 Vienna 

TEL: 43-1-60101-1568 

FAX; 43-222-603-2165 

Belgium 

Fluke Belgium N.V./S.A. 

T&M Customer Support 
Langeveldpark - Unit 5 & 7 
P.Basteleusstraat 2-4-6 
1600 St. Pieters - Leeuw 
TEL: 232-2-331-2777 
FAX: 32-2-331-1489 

Brazil 

ATP/HI-TEK Electronica LTDA, 

Al. Amazonas 422, Alphavilie 
06454-070 Barueri 
San Paulo 

TEL:55-11-725-5822 
FAX; 55-11-421-5032 

Canada 

Fluke Electronics Canada Inc, 

400 Britannia Road East, Unit #1 
Mississauga, Ontario 
L4Z 1X9 

TEL: 905-890-7600 
FAX: 905-890-6866 

Chile 

Intronsa Inc. 

Socledad Comercial de 
Instrumentacion Electronica, S.A, 
Casilla 16150 
Santiago 

TEL: 56-2-232-1886, 232-4308 
FAX: 56-2-232-2694 

China 

Fluke Service Center 
Room 2111 SciteTower 
Jlanguomenwai Dajie 
Beijing 100004, PRC 
TEL: 86-1-512-3435 or 6351 
FAX: 86-1-512-3437 

Colombia 

Sistemas E Instrumentacion, Ltda. 
Carrera 21 , NO. 39A-21 , OF. 1 01 
Ap. Aereo 29583 
Bogota 

TEL: 57-1-287-5424 
FAX: 57-1-287-2248 

Costa Rica 

Electronic Engineering, S.A. 
Carretera de Circunvalacion 
Sabanilla Av. Novena 
P.O, Box 4300-1000 
San Jose 
TEL: 506-53-3759 
FAX: 506-25-1286 



Denmark 

Fluke Denmark A/S 
T S M Customer Service 
Bjby tndustrivej 40 
DK 2600 Gloslrup 
TEL- 45-43-44-1900 
FAX: 45-43-43-9192 



Proteco Coasin Cia,. Ltda. 



Ireland. Republic of 

Fluke U K. LTD. 

Customer Support 
Colonial Way 
Watford 

Hertfordshire WD2 4TT U.K. 
TEL: 44-923-240511 
FAX: 44-S23- 225067 



Av, 12 de Octubre 2449 y Orellana Hinditron Services Pvt. Inc 



P.O. Box 17-03-228-A 
Quito 

TEL; 593-2-230283 or 520005 
FAX: 593-2-561980 



Phillip.s Egypt 

10, Abdel Rahman el Rafei St. 
el. Mohandessin 
P.O. Box 242 
Dokkt Cairo 
TEL: 20-2-490922 

Finland 

Fluke Finland Oy 
Sinikalllontie 3 
SF-02631 Espoo 
TEL: 358-0-5026-600 
FAX: 358-0-5026-414 

France 

Fluke France S.A. 

T&M Customer Support 
1 05 Rue de Paris BP 62 
93002 Bobigny, Cedex 
TEL: 33-1 -4942-8088 
FAX: 33-1-4942-8155 

Germany 

Fluke GmbH 
Service VSF 

Unternehmensbereich Eiektronik 
fuer Wissenschaft und Industrie 
Oskar-Messter-,Slrasse 18 
D-8045 Ismaning/Munich 
TEL: 49-89-9606261 
FAX: 49-89-9605270 

Philips Messgerate GmbH 
Test & Measurement 
Meiendorferstrasse 205 
P.O, Box 730 370 
D-2000 Hamburg 73 
TEL: 49-40-6797-434 
FAX: 49-40-6797-421 

Greece 

Phillips S.A. Hellenique 
15,25th March Street 
177 78 Tavros 
10210 Athens 
TEL: 30-1-489-4911 
FAX: 30-1-481-5180 

Hong Kong 

Schmidts Co (H.K.) Ltd. 

1st Floor 
323 Jaffe Road 
TEL: 852-9223-5623 
FAX: 852 834-1848 



33/44 Raimahai Vilas Extension 
8lh Main Road 
Bangalore 560 080 
TEL: 91-80-348266 
FAX: 91-80-345022 

Hinditron Services Pvt. Ltd 
1st Floor, 17-B, 

Mahal Industrial Estate 
Mahakali Road, Andheri East 
Bombay 400 093 
TEL; 91-22-630-0043 
FAX: 91-22-836-4682 

Hindtron Services Pvt. Ltd, 

204-206 Hemkunt Tower 
98 Nehru Place 
New Delhi 110 019 
TEL: 91 -11 -643-3675 
FAX:91-11-642-9118 

Hinditron Services Pvt. Ltd, 

Field Service Center 
Emerald House 
5th Floor 

114 Sarojini Devi Road 
Secunderabad 500 003 
TEL: 91 842-844033 

Indonesia 

P. T. Daeng Brothers 
Phillips House 

J/n H.R, Rasuna Said Kav. 3-4 
Jakarta 12950 
TEL: 62-21-520-1122 
FAX: 62-21-520-5189 

Israel 

R.D.T Electronics Engineering. Ltd. 
P.O. Box 58013 
Tel Aviv 61580 
TEL: 972-3-548-3737 
FAX: 972-3-492190 

Italy 

Fluke Italia S.R.L 
T&M Customer Support 
Via G. Casati 23 
20052 Monza (Ml) 

TEL; 39-39-203-6525 
FAX; 39-39-203-6621 

Japan 

Fluke Corporation 

Sumitomo Higashi Shinbashi Bldg. 

1-1-11 Hamamatsucho 

Minato-ku 

Tokyo 105 

TEL: 81-3-3434-0181 
FAX: 81-3-3434-0170 
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Korea 

B&P International Co., Ltd. 
Geopung Tocon A-1809 
203-1 Nonhyun-Dong 
Kangnam-Ku 
Seoul 135-010 
TEL: 82 02 546-1457 
FAX: 82 02 546-1458 

ILMYOUNG, INC. 

780-46, Yeogsam-Dong 
Youngdong P.O. Box 1486 
Kangnam-Ku 
Seoul 

TEL: 82 2 552-8582-4 
FAX: 82 2 553-0388 

Malaysia 
CNN. SDN. BHD. 

17D, 2nd Floor 
Lebuhraya Batu Lancang 
Taman Seri Damai 
11600 Jeiutong Penang 
TEL: 60-4-879584 
FAX: 60-4-870835 

Mexico 

Mexel Mexicans De Electronica 

Industrial, S.A. De C.V. 

Diagonal No. 27 

Entra Calle de Eugenia Y Ave. 

Col. Dei Valie 

C.P. 03100, Mexico D.F, 

TEL; 52-5-682-8040 
FAX: 52-5-687-8695 

Mexicana De Electronica 
industrial, S,A, 

Av. Pdrvenir No. 8608 
Centro C, San Martin Local 6 
CD , Jaurez, Chihuahua 
TEL: 52-16-23-02-35 
FAX: 52-16-23-02-35 

Netherlands 

Fluke Europe B.V. 

Test & Measurement 
Science Park 
Eindhoven 51 10 
P.O. Box 1186 
5602 BD Eindhoven 
TEL: 31-40-644-226 
FAX: 31-40-644-260 



SERVICE CENTERS (cont) 



Fluke Netherland B V. 

Techni.sche Service Prof. Act. 
Hurksestraat, 2C 
Gebouw HBR 
5652 AJ Eindhoven 
TEL: 31-40-723-220 
FAX: 31-40-723-337 

New Zealand 

Phillips Customer Support 
Scientific & Industrial 
Private Bag 41 904 
St, Lukes, 2 Wagener Place 
Mt. Albert, Auckland 3 
TEL: 64-9-894-4160 
FAX: 64-9-849-7814 

Norway 

Fluke Norway A/S 
Customer Support 
P.O. Box 6054 Etterstad 
N-0601 Oslo 
TEL: 47-22-653400 
FAX: 47-22-653407 

Peru 

Importaciones & Representaciones 
Electronicas S.A. 

JR, Pumacahua 955 
Lima 11 

TEL: 51-14-23-5099 
FAX: 51-14-31-0707 

Philippines 

Spark Electronics Corp, 

P.O, Box 610, Greenhills 
Metro Manila 1502 
TEL; 63-2-700-621 
FAX: 63-2-721-0491 

Poriugsl 

Phillips Portuguese S.A, 

IE Division - T & M Department 

Rua Dr, Antonio Loureiro Borges, 5 

Arquiparque-Miraflores 

Apartado 300 

2796 LINDA-A-VELHA 

TEL: 35M-4163-316 

FAX: 351-1-416-3185 



Republic of South Africa 

South African Phillips (Pty) Ltd. 
195/215 Main Road 
P.O. Box 58088 
Martindale 2092 
TEL: 27-11-470-5132 
FAX: 27-11 470-5206 

Singapore 

Fluke Corporation 

Singapore Representative Office 

#27-03 PSA Building 

460 Alexandra Road 

Singapore 051 1 

TEL: 65-276-5161 

FAX: 65-276-5759 

Spain 

Fluke Iberica S.L, 

Depto. Tecnico Instrumentacion 
Martinez Viliergas2 
28027 Madrid 
TEL: 34-1-326-7512 
FAX: 34-1-326-0668 

Sweden 

Fluke Sweden AS 
T&M Customer Support 
Kronborgsgrand 11 
P.O. Box 61 
S-164 94 

TEL: 46-8-751-0230 
FAX: 46-8-751-0480 

Switzerland 
Fluke Switzerland AG 
T&M Customer Support 
Riedstrasse 12 
Postfach 360 
CH-8953 Dietikon 1 
TEL: 41-1-745-2244 
FAX: 41-1-745-2240 

Taiwan 

Schmidt Electronics Corp. 

5th Floor, Cathay Min Sheng 
Commercial Building, 

No, 180 Sec. 2 

344 Min Sheng East Road 

Taipei 

TEL: 886-2-501-3468 
FAX: 886-2-502-9692 



Thailand 

Measuretronix Ltd. 

2102/31 Ramkamhang Road 
Bangkok 10240 

TEL: 66-2-375-2733, 375-2734 
FAX: 66-2-374-9965 

Turkey 

Turk Phillips Ticaret A.S. 
inonu Caddesi 78/80 
Posta Kutusu 504-Beyoglu 
Instanbui 

TEL: 90-1-143-5891 

United Kingdom 

Fluke U.K. LTD. 

Customer Support 
Colonial Way 
Watford 

Hertfordshire WD2 4TT 
TEL: 44-923-240511 
FAX: 44-923-225067 

Uruguay 

Coasin Uruguaya S.A. 

Casilla de Correo 1400 
Libertad 2529 
Montevideo 
TEL: 598-2-789-015 
FAX; 598-2-797-338 

Venezuela 
Coasin C.A, 

Caile 9 Con Calle 4, Edit, Edinurbi 
Apartado de Correos NR-70.1 36 
Los Ruices 
Caracas 1 070-A 
TEL: 58-2-241-0309, 241-1248 
FAX: 58-2-241-1939 
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OPTION/ DESCRIPTION PAGE 

MODEL NUMBER 

ACCESSORIES 

Y8205 Soft Carrying Case 600-1 

C-86 Ruggedized Carrying Case 600-1 

MOO-200-6 1 1 Offset Mounting Kit 600-2 

MOO-200-612 Center Mounting Kit 600-2 

MOO-200-613 Dual Mounting Kit 600-3 

80T-H Touch-Hold Probe 600-4 

80T-150C Temperature Probe °C 600-5 

80T-150F Temperature Probe °F 600-5 

80i-600 Current Transformer 600-5 

80J-10 Current Shunt 600-5 

80K-6 High Voltage Probe 600-5 

80K-40 High Voltage Probe 600-5 

83RF RF Probe 600-5 

85RF RF Probe 600-5 

Y8100 DC/ AC Current Probe 600-5 

Y8101 AC Current Transformer 600-5 

Y8134 Deluxe Text Lead Kit (safety designed) 600-5 

Y8140 Slim-Flex Test Leads 600-5 

OPTIONS 

-01 Rechargeable (Ni-Cad) Battery Option 601-1 



6-1 




6-2. This section of the manual contains information 
concerning the options and accessories available for use 
with your 8050A Digital Multimeter. This information is 
divided into subsections. Ail of the accessories are in one 
subsection, and the options are presented in separate 
subsections. To facilitate locating a section, the 
paragraph and page numbers correspond with the option 
number. For example, the paragraph and page numbers 
for Option 8050A-0I start from 601-1. All the accessory 
paragraph and page numbers start from 600-1. A list of 
replaceable parts and illustrations showing the part 
location and its reference designator are provided with 
each option section. 




Accessories 



600-1. INTRODUCTION 

600-2. This subsection describes the basic use of the 
accessories available for your 8050A. For more detailed 
information, refer to the instruction sheet included with 
each accessory. When ordering an accessory, include its 
model name and number. 

600-3. SOFT CARRYING CASE Y8205 

600-4. The Model Y8205 Soft Carrying Case (shown in 
Figure 600-1) is designed for the storage and transport of 
the 8050A. The case provides adequate protection against 
normal handling and storage conditions. In addition to a 
shoulder strap, the Y8205 includes a storage 
compartment for test leads, power cord, and other 
compact accessories. 




600-5. RUGGEDIZED CARRYING CASE C86 

600-6. The Model C86 Ruggedized Carrying Case 
(shown in Figure 600-2) is a molded, polyethylene 
carrying case designed to provide maximum protection 
against rough handling and adverse environmental 
conditions. The C86 contains a separate storage 
compartment for test leads, power cord, and other 
compact accessories. 




600-7. RACK MOUNTING KITS 

600-8. Three rack mounting kits are available for 
mounting your instrument in a standard 19-inch 
equipment rack. The kits allow the 8050A to be mounted 
in the center, offset, or side-by-side (Dual) in a standard 
19-inch equipment rack. 

600-9. Installation 

600-10. Installation instructions for the rack mounting 
kits are given in the following paragraphs. 



600-1 





600-11, OFFSET AND CENTER MOUNTING KITS 
MOO-200-611 AND MOO-200-612 

600-1 2. Use the following procedure to install an 8050A 
using a center mounting or an offset mounting kit: 

1 . Remove the carrying handle by removing the 
handle disc decals and the handle mounting 
screws. 

2. Remove the screw from the rear of the case and 
remove the case. 

3. Install the side mounting brackets as shown in 
Figure 600-3, and secure them to the mounting 
panel using the nuts provided. 



4. Insert the front of the case through the opening 
on the back side of the mounting panel. 

5. Install the handle mounting screws through the 
side brackets into the mounting bosses. Don’t 
overtighten these screws. 

6. Slide the instrument through the mounting 
panel and into the case. Install and tighten the 
retaining screw at the rear of the case. 

600-1 3, DUAL MOUNTING KIT MOO-200-61 3 

600-14. Use the following procedure to install an 8050A 
using a dual mounting kit: 





1. Remove the carrying handies from both 
instruments by removing the handle disc decals 
and the handle mounting screws. 

2. Remove the retaining screw from the rear of the 
cases and separate the instruments from their 
cases. 

3 . Install the center mounting bracket as shown in 
Figure 600-4 and secure it to the mounting 
panel using the nuts provided. 

4. Install the clamp screw in the center mounting 
bracket using the nuts and washers provided. 

5. Insert the front of the instrument cases through 
the openings on the back side of the mounting 
panel. Make sure the cases’ handle mounting 
bosses are inserted into the clamp hole of the 
center mounting bracket. 

6. Tighten the clamp screws. 

7. Install the side mounting brackets and secure 
them to the front panel using the nuts provided. 



8. Install the handle mounting screws through the 
side brackets into the handle mounting bosses. 
Don’t overtighten these screws, 

9. Slide the instruments through the mounting 
panel and into their cases. Install and tighten 
the retaining screw at the rear of both cases. 

600-15. PROBE ACCESSORIES 

600-16. The probe accessories are shown in Figure 600- 
5 and are described in the following paragraphs. Table 
600-1 contains all applicable specifications for the probes. 

600-17. Touch-Hold Probe 80T-H 

600-18. The 80T-H is a direct signal-through test probe 
with a touch and hold feature. Touch and Hold allows 
voltage, resistance, and conductance readings to be held 
on the DMM display following the measurement. This 
convenience also allows greater safety because the 
operator can concentrate on the placement of the probe 
and read the display later. The Touch and Hold feature is 
activated by a push button located on the probe. Pressing 
this push button holds the present reading on the DMM 
display until the push button is released. 






ACCE 

PROBE 



600-20. The 80T-I50C Temperaiurc Probe converts 
your instrument into a direct-reading (1 mV dc/degree) 
Celsius thermometer. It is suited for surface, ambient, and 
some liquid measurements. A rugged, fast-responding 
probe lip with a 350V dc standoff capability makes the 
80T-150C a versatile and easy-to-use temperature probe. 



600-21. Temperature Probe, Fahrenheit 80T-150F 

600-22. The 80T~150Fis the as the 80T-150C except the 
80T-150F is set to read in degrees Fahrenheit. 



600-23. Current Transformer 801-600 

600-24. The Model 801-600 Current Transformer 
extends the maximum 2A ac current measuring limit of 
the 8050A to a maximum of 600A. The clamp-on 
transformer design allows measurements to be made 
without breaking the circuit under test. Because of a high- 
efficiency, quadrature-type of winding, wire size and 
location of the conductor within the transformer jaws do 
not affect the accuracy of the current measurement. 



600-25. Current Shunt 80J-10 

600-26. The Model 80J-10 Current Shunt extends the 
current meavsuring capability of your meter to lOA 
continuous (20A for periods not exceeding 1 minute) dc 
to 10 kHz at an accuracy of ± 0.25%. 



600-27. High Voltage Probe 80K-6 

600-28. The Model 80K-6 High Voltage Probe extends 
the voltage measuring capability of your meter up to 6 kV. 
Internally, the probe contains a 1000:1 divider. The 
divider is made with special metal film resistors with 
matched temperature coefficients, providing the probe 
with excellent accuracy and stability characteristics. Also, 
the very high input impedance (75 MO) minimizes circuit 
loading, thus contributing to measurement accuracy. The 
plastic housing provides for operator safety while 
measuring potentially dangerous voltages. 



600-29. High Voltage Probe 80K-40 

600-30. The Model 80K-40 High Voltage Probe extends 
the voltage measuring capability of your meter up to 40 
kV. Internally, the probe contains a 1000:1 divider. The 
divider is made with special metal film resistors with 
matched temperature coefficients, providing the probe 
with excellent accuracy and stability characteristics. Also, 
the very high input impedance (1000 MH) minimizes 
circuit loading, thus contributing to measurement 
accuracy. The plastic housing provides for operator 
safety while measuring potentially dangerous voltages. 



600-31. RF Probe 83RF 

600-32. The 83RF converts the 8050A into a high 
frequency, 100 kHz to 100 MHz, ac voltmeter over a 



voltage range of 0.25 V to 30V rms. The DC output of the 
probe is calibrated to be equivalent to the rms value of a 
sine wave. The probe is used with the DC V function and 
ranges of the 8050A. 



600-33. RF Probe 85RF 

600-34, The 85RF converts the 8050A into a high 
frequency, iOO kHz to 500 MHz, ac voltmeter over a 
voltage range of 0.25V to 30V rms. The dc output of the 
probe is calibrated to be equivalent to the rms value of a 
sine wave. The probe is used with the DC V function and 
ranges of the 8050A. 



600-35. DC/AC Current Probe Y8100 

600-36. The Model Y8100 DC/ AC Current Probe is a 
battery-powered (four AA cells) Hall-Effect probe for use 
with the 8050A to take dc, ac, or composite (ac or dc) 
current measurements, The damp-on jaws on the Y8100 
allow it to clamp around conductors up to 3/4-inch in 
diameter. The pistol shape allows safe, easy, one-hand 
operation when making current measurements. The 
Y8100 has detachable leads and is used in conjunction 
with the voltage inputs of the 8050A. 



600-37. AC Current Transformer Y8101 

600-38. TheModelYSIOl CurrentTransformer(Figure 
1) is a small clamp-on current transformer designed to 
extend the current measuring capability of an ac current 
meter up to 150A. A clamp-on coil designed into the 
probe allows measurements to be made without breaking 
the circuit under test. This coil serves as the secondary of a 
1:1000 transformer. The current-carrying conductor 
being measured serves as the primary. 




600-40. The Model Y8134 Deluxe Test Lead Set 
includes two probes with sharp tips, two alligator clips, 
two spade lugs, and a spring-loaded hook tip. Banana 
plugs are recessed in an insulating shield. Probes contain 
finger guards for additional protection. 



600-41. Slim-Flex Test Leads Y8140 

600^2. The Model Y8140 Test Lead Set (Figure 1) 
consists of one red and one black 60-inch { 1 .52 meter) test 
lead, each with a standard banana plug on one end and an 
extendible tip probe on the other end. This flexible 
metallic tip conductor may be extended up to 2-1/2 
inches, and is insulated to within 1 / 1 0 of an inch of its tip. 
This insulation reduces the chance of creating an 
inadvertent short circuit while using the probes in their 
extended configuration. Although the Y8140 test leads 
are intended for measuring voltages, they may also be 
used for measuring low currents. 



i 
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PROBE ACCESSORIES 



Table 600-1. Probe Accessories Specifications 



80T-H TOUCH-HOLD PROBE 
Voltage Ratings 


TIP TO COMMON 


. 1000V dc or peak ac maximum 


COMMON TO GROUND 


. 60V dc or 42V peak ac maximum 


Input Capacitance 


. 150 pF maximum 


Lead Resistance 


. 0.5Q maximum 


80T-150C AND 80T-15QF TEMPERATURE 


PROBES 


Range {X/°F) 


. 50° C to +1 50° C/-58° F to 302° F 


Accuracy 


. ±1°C (1.8° F) from 0°C to 100°C, decreasing linearly to ±3°C (5.4° F) 
at -50° C and +150°C 


Sensitivity 


. 1mVdc/°Cor°F 


Resolution 


. . 0.1°C or 0.1 °F recommended maximum 


Voltage Standoff 


. 350V dc or peak ac 


Power 


. . Internal disposable battery: 1.000 hours of continuous use 


801-600 CURRENT TRANSFORMER 


Range 


. 1 to 600A ac 


Accuracy 


. ±3% 


Frequency Response 


. 30 Hz to 1 kHz, 10 kHz typical 


Division Ratio 


. 1000:1 


Working Voltage 


. 750V rms maximum 


insulation Dielectric Withstand Voltage 


. 5 kV 


Maximum Conductor Size 


. 2-inch diameter 


80J-10 CURRENT SHUNT 


Shunt 


, 10 amps at 100 mV 


Accuracy (18«C to 28°C) 


DC TO 10 KHZ 


. ±0.25% 


10 KHZ-100 KHZ 


. Rising to 1 dB at 100 kHz typical 


Temperature Coefficient 


. 0.005%/°C 


inductance 


. 8.3 nH in series w/O.OlO shunt 


Overload 


. Up to one minute at 20A with a 1/4 duty cycle for recovery 
after currents between 10A and 20A 


Connects to 


. 3/4 inch center banana jacks 


Connectors 


. 5-way binding posts (red and black) 


80K-6 HIGH VOLTAGE PROBE 


Voltage Range 


. 0 to 6 kV, dc or peak ac 


Input Impedance 


. 75 MO (nominal) 


Division Ratio 


. 1000:1 


Accuracy 


DC TO 500 HZ 


. ±1% 


500 HZ TO 1 KHZ 


. ±2% 


ABOVE 1 KHZ 


. Output reading falls. Typically, 30% at 10 kHz. 


80K-40 HIGH VOLTAGE PROBE 


Voltage Range 


. 1 kV to 40 kV dc or peak ac, 28 kV rms ac 


Input Resistance 


. 1000 MO 


Division Ratio 


. 1000:1 


Accuracy Dc (overall) 


. 20 kV to 30 kV ±2% (calibrated at 25 kV) 


UPPER LIMIT 


. Changes linearly from 2% at 30 kV to 4% at 40 kV 


LOWER LIMIT 


. Changes linearly from 2% at 20 kV to 4% at 1 kV 


Accuracy Ac (Overall) 


. ±5% at 60 Hz 
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83RF HSGH FREQUENCY PROBE 




AC-to-DC Ratio 

Ratio Accuracy (at 1 MHz and loaded 

with 10 MO) 


1:1 


ABOVE IV 


±1 dB 


BELO\A/ IV 


±1.5 dB 


Frequency Response (Relative to 1 MHz) 


100 kHz to 100 MHz ± 1 dB 


EMtended Frequency Response 


Useful for relative readings from 20 kHz to 250 MHz 


Response 


Responds to the peak value of an input and is calibrated to read rms 
value of a sine wave 


Voltage Range 


0.25 to 30V rms 


MaKimum Input Voltage 


30V rms, 200V dc 


Input Capacitance 

Temperature Range 


Approximately 3 pF 


OPERATING 


±10“C to ±35“C 


STORAGE 


-40°C to ±75°C 


Humidity 


<90% R.H. 


Output Connector 


Fits standard 0.75-inch dual banana connectors 


Accessory 

85RF HIGH FREQUENCY PROBE 


BNC to Probe Adapter, P/N 574756 


AC-to-DC Ratio 

Ratio Accuracy (At 1 MHz and loaded 

with 10 MO) 


1:1 


ABOVE 0.5V 


±0.5 dB 


BELOW 0.5V 


±1,0 dB 


Frequency Response (Relative to 1 MHz) 


100 kHz to 100 MHz ±,5 dB 

'100 MHz to 200 MHz ±1,0 dB 

■200 MHz to 500 MHz ±3.0 dB 

■Referred to high and low inputs at probe tip. 


Extended Frequency Response 


Useful for relative readings from 20 kHz to 700 MHz 


Response 


Responds to the peak value of an input and is calibrated to read rms 
value of a sine wave 


Voltage Range 


0,25 to 30V rms 


Maximum Input Voltage 


30V rms, 200V dc 


input Capacitance 

Temperature Range 


Approximately 3 pF 


OPERATING 


±10^C to ±35“C 


STORAGE 


-40°C to ±75“C 


Humidity 


<90% R.H. 


Output Connector 


Fits standard 0.75-inch dual banana connectors 


Accessory 

Y8100 DC/AC CURRENT PROBE 


BNC to Probe Adapter, P/N 574756 


Ranges 


20A ac or dc 
200A ac or dc 


Rated Output 

Accuracy 


2V at full range 


DC TO 200 HZ 


±2% of range 


200 HZ TO 1 KHZ 


<100A add ±3% reading 
>100A add ±6% reading 


Calibration Cycle 


1 year 


Frequency Response 


dc to 1 .0 kHz 


Recommended Load 


>3.0 kn 


Temperature Range 


±15°C to ±35°C; for specified accuracy -10°C to -f-50°C; storage 
and operation at reduced accuracy. 
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Prolonged operation above 200A ac or 1 kHz can cause damage to 

the Y8100. 

Core to output; 600V dc or 480V ac maximum output to ground: 

42V dc or 30V ac 

3/4-inch {19 mm) diameter 

Size-Overall 9''x4-1/2''x1-7/16” (230 mm x 115 x 37 mm) 

Weight 14 ounces (0.4 kg), with batteries 

Power Four AA cells 

Battery Life Alkaline 20 hours continuous 

Y8101 AC CURRENT TRANSFORMER 

Current Range 2A to 150A 

ACCURACY, (48 Hz to 10 kHz) ±2%, 10A to 150A 

±8%, 2A to 1 0A 

Division Ratio 1000:1 

Working Voltage 300V ac rms maximum 

Insulation Dielectric Withstand Voltage . 3 kV rms 
Maximum conductor Size 7/16-inch (1.11 cm) 
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Rechargeable 



601-1. INTRODUCTION 

601-2. The Option 8050A-01 replaces the standard 
8050A power supply with a power supply that will operate 
from either rechargeable batteries or line power. If the 
batteries are fully charged, your 8050 A will operate for 10 
hours (typical) before the batteries must be recharged. 

601 - 3 . SPECIFICATIONS 

601-4. The specifications for the 8050A-01 are given in 
Table 601-1. All other specifications are equivalent to 
those given for the 8050A in Section I of this manual. 




DO NOT OPERATE YOUR 8050A-01 WITH 
THE BATTERIES REMOVED. 

601-6. Operation of an8050A-01 differs in two respects 
from operation of a standard 8050A — battery charging 
and the BT annunciator on the display. When the BT 



annunciator appears, on the display during operation, 
measurement accuracy may deteriorate beyond the limits 
specified in Section 1 . If the BT annunciator appears and 
you still need to make additional measurements before 
recharging, set the POWER switch to the OFF position 
for a couple of minutes, then set the POWER switch back 
to the ON position. If the BT annunciator does not appear 
immediately, you have at least two minutes of in- 
specification operation. If the BT annunciator appears 
immediately after the POWER switch is set back to the 
ON position, none of the measurements should be 
accepted as being within the specified limits. Normally, 
when the BT annunciator appears, recharge the batteries 
as soon as possible. 

601-7. To recharge the batteries, connect the 8050 A-0 1 
to line power and set the POWER switch to the OFF 
position. If the POWER switch is set to the ON position, 
the batteries receive a reduced charge that is sufficient to 
maintain their charge level but insufficient to charge the 
batteries to a higher level. 



Table 601-1. 8050A-01 Specifications 

8050A-01 BATTERY OPTION: 

BATTERIES: TYPE: NiCAD 

OPERATING TIME: 10 hours, typical 

RECHARGE TIME: (with POWER switch in OF F position) : 14 hours for full charge 

POWER CONSUMPTION: 6W max. 

LINE VOLTAGE: 90-264V, 47-440 Hz, field changeable 

STANDARDS: I EC 348: Protection Class 1 when operated from supply mains 

Protection Class 2 when operated from internal batteries 



601-1 






OPTIONS 

RECHARGEABLE BATTERY (-01 OPTION) 



601-8. THEORY OF OPERATION 

601-9. The theory of operation of the 8050A-0I is 
illustrated by the main pcb schematic in Section 7. The 
battery power supply is shown below the standard power 
supply on Sheet I of the schematic. The 8050A-0I can be 
used with line voltage from 90V to 264V, 47 to 440 Hz. 
(To select the proper line voltage configuration, refer to 
the 8050 A-01 AC Line Voltage procedure, given later in 
this subsection.) Fuse F3 provides protection for the 
power supply. Line power input is rectified, filtered, and 
regulated. The output of the power supply acts as a 
current source for the battery. The battery determines the 
voltage level into the power converter. Do not operate the 
8050 A-0 1 with the battery removed. The power converter 
uses the flyback transformer technique to develop several 
output voltages so that +13V, -lOV, +6V, and -5V (with 
respect to power supply common) are available. 

609-10. When the battery voltage drops below 
approximately 4V, the BT annunciator appears in the 
display. 



601-11. I^AINTENANCE 



WARNING 

THESE SERVICING INSTRUCTIONS ARE 
FOR USE BY QUALIFIED PERSONNEL 
ONLY. TO AVOID ELECTRICAL SHOCK, DO 
NOT PERFORM ANY SERVICING OTHER 
THAN THAT CONTAINED IN THE 
OPERATING INSTRUCTIONS UNLESS YOU 
ARE QUALIFIED TO DO SO. 



601-12. Battery Replacement 

601-13. Use the following procedure for removing and 
replacing batteries: 

1. Complete the Calibration Access procedure 
given in Section 4 of this manual. 

2. Turn the instrument upside down. 

3. Unplug the red and black battery wires, for 
both battery packs, from the pcb pins. 

4. Apply pressure to the front and rear sides of the 
battery cases to disconnect the cases from the 
Main PCB Assembly. 

5. Remove the blotting papers. 



6. Replace the batteries (and blotting papers) with 
new Fluke battery assemblies. 

7. Reconnect the battery cases to the Main PCB 
Assembly. 

8. Connect the battery wires to their appropriate 
pins on the main pcb, with red to + and black to 



9. Reinstall the instrument in its case. 

601-14. Fuse Replacement 

601-15. Use the following procedure to replace the main 
power fuse, F3: 

1. Complete the Calibration Access procedure 
given in Section 4 of this manual. 

2. F3 is located immediately in front of the power 
receptacle. 

a. For lOOV and 1 20V instruments, replace 
F3 with a I/16A, 250V, type MDL fuse. 

b. For 240V instruments, replace F3 with a 
I/32A, 250V, type MDL fuse. 

601-16. 8050A-01 Line Voltage Selection 

601-17. Use the following procedure to change the 
operating ac line voltage on the 8050A-0I: 

1. Complete the Calibration Access procedure 
given in Section 4 of this manual. 

2. Locate the ac line selection holes on the Main 
PCB Assembly. (The white wire from the 
power receptacle will be soldered in one of the 
holes.) 

3. Relocate the white wire (from the power 
receptacle) to the pcb hole labeled with the 
intended voltage. 

4. Reinstall the case and relabel the ac line voltage 
designation on the decal at the bottom of the 
instrument. 

601-18. LIST OF REPLACEABLE PARTS 

601-19. Tables 601-2 and 601-3 list replaceable parts for 
the 8050A-01. Figures 601-1 and 601-2 are the component 
location diagrams for the 8050A-01. 
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HI 


• wwow./ >»»»—»*■< %-wr ••• 

m EU?{PEAH LSAGE USE 1/32A, 5X20ffl 
2A0V. REPLACE FUSE aiPS UITH FU^- 
RELDCATE l^ilTE UIRE IN 2AW \fX£o 
SCREW. Pf^. 6-32 X 1/A 


385A01 


7373A 


190A2 


5 


H2 


SCREW, PW, 6-32 X 1/2 


320051 


89536 


320051 


2 


K3 


SCREW, Rl^, A-A© X 1/A 


256156 


89536 


256156 


5 




SCREW, THD-FCmHI^«3, 5/20 X 5/16 


A9A6A1 


89536 


A9^1 


A 


H5 


SCREW, SEfIS, 6-32 X 1/A 


178533 


89536 


178533 


3 


H6 


SCREW, PW, 6/32 X 3/8 


288266 


89536 


2^66 


2 


H7 


WASCR, #6 FIAT 


3A0505 


89536 


340^ 


2 


Jl 


CABLE, DISPLAY IHTERCCMCCT 


507723 


89536 


507723 


1 


LCDl 


DISPLAY, LiaJID CRYSTAL 


507673 


89536 


507673 


1 1 


EVl 


BEZEL, LCD 


A796AZ 


89536 


A796A2 


1 


HP2 


BRACKET, LCD 


A71730 


89536 


471730 


1 


RP3 


BUTTCS^, SWITCH (RJICnC^) 


A25900 


89536 


■^90© 


A 


rPA 


BUTTOH, SWITCH <G8EEN) 


510271 


89536 


510271 


1 


RP5 


Burras, gray (offset) 


51016A 


89536 


51016A 


1 


W6 


BUTTOI, SWITCH <Rf^) 


A26759 


89536 


A26759 


6 


«P7 


D£CM., CSA 


525527 


89536 


525527 


1 


rpB 


CONNECTOR, ELASTOfOIC 


A53092 


89536 


-C3092 


1 


RP9 


FUSE HOLDER ASSETSLY 


516039 


89536 


516039 


1 


rpio 


TO ORDER FUSE HCSJ^ W CM.Y, 
FC« ElRtPEAN USAGE USE P/N 
INSERT, SILICONE 


SEE 

537076 

5ZS139 


m2 

89536 

89536 


537076 

525139 


2 


nsil 


iJ^ULA-ra 


A950AA 


89536 


A950AA 


1 




LABELi "Caution” 

PPH, BATTERY 
RETAI^O, BATTERY 
GROTET il^D IN ^lPf% 



F^^c^Y rtrru#^ 
OflPER ASSY, <rm U5) 
^m>EM ASSY. (F£^ U335 
BOX. u^iT ^iprorr 
BOX LI{« 




LI>E CORD 
IHSTRUrriO^ RAHU^^ 
RECOTe®£D S>^E i 















OPTIONS 

RECHARGEABLE BATTERY (-01 OPTION) 









60 











CAP, 


PO-YESTER, 


.022 UF +/-10Z, iOOOV 


4^183 


52763 


PKT. 1822 322/10 


CM3, 


mtAR, .047 


UF V-lOZ, 250V 


162008 


73445 


C2^)nA£/A47K 


CAP, 


ELECT, 470 


IF "10/+75Z, 16V 


501510 


89536 


501510 



^ TAi 10 UF ■l■/-202. 15V 
TA, 22 IF V-20%, 15V 






193623 56289 196D106X0015A1 
423012 56289 1960226X0015KA1 
61 






CAP, ELECT, 
CAP, ELECT. : 
CM). CER, 10 
CAP, C£R, 10 
CAP, TA, 2.2 



501510 89536 501510 



PF +/-20: 

PF +/-20 
■ +/-20Z, 



PCJLYPRCP, .047 IF V-IOZ, 

CAP, fllCA, 180 PF V“52, 500V 
CM>, niCA, 68 PF +/-5Z, 500V 
CAP, ffYLAR, .047 UF +/-10Z, 250V 
CfP, CERM1IC, 1000 PF 500V 

CM», TA, 10 UF +/-20Z, 15V 
CAP, ELECT, 47 UF -10/+75Z, 16V 
CM3, CERAmC, 1000 PF V-IOZ, 500V 
CAP, CERA«IC, 1000 PF +/-10Z, 500V 
CAP, CER, .025 IF ■fr/*-20%, lOOV 



161927 56289 1960226X002(^1 

446773 89536 446773 
1^®460 72136 DmSFlSlJ 
148510 72136 Dm5F680J 
162008 73445 C28055£/A47K 
357806 56289 C016B102G-102K 

193623 56289 1960106X0015A1 



IF +/-20Z, 16V 
+/-20Z, 15V 



1484® 72136 Dm5F331J 



ATC^ 


393®4 


07910 


TCR5^ 




50 va_T 




14099 


1^54>0 






3^177 


07263 


FD7223 






3^177 


07263 


FD7223 


Re 



i DI{®E, 
DZCS3E, 


SI. 

SI, 


HI-SPEED SWITCHING 

lcm:m)ao-leak 


203323 

3^177 


07910 

07263 


1H4443 

FD7223 


RO 


DZGOE, 


Lia 




429555 









SPRING, CWPRESSION COIL 


422824 


83553 


C0240H 


SFPC^T, HYBRID (TO U32) 


515635 


89536 


515635 


CLIP, Fl^ 


-«5219 


91833 


^29 


mmim, led (w/dsi> 


522243 


89536 


522243 


^TSI^#<, (W/U26) 




89536 


^37^ 


aPPORT, RESISTC^ 


545079 


89536 


3®079 


aiP, cOT^oeiT 


516^ 


89536 


516830 


SPACER, 


525154 


89536 


525154 


STA^BCFF 


295089 


89536 


2^089 



601-7 


















310 



311 


xsn?, 


SI, 




195974 


04713 


a«3906 


REF 


312 


XSTR, 


SI, 


NPH 


168716 


07263 


S19254 


1 


314 


XSTR. 


SI, 




:^394 


89536 


380394 


3 


315 


XSTRi 


Sli 


PW 


380394 


89536 


:^394 


REF 


316 


XSTR, 


SI, 


pm 


2ZE599 


07263 


2H4250 


REF 


817 


XSTR, 


SI, 


pm 


380394 


89536 


:^394 


REF 


8X8 


XSTRi 


SI, 


NPN 


218396 


89536 


218396 


REF 


819 


XSTR, 


FET, 


DIM. H-OmEL 


419283 


89536 


419283 


1 


R1 


RESi 


COflP, 


lOOK +/-10Z, lU 


109397 


01121 


(31041 


1 


R2 


RES, 


WU, ] 


000 +/-10X, 2U 


474080 


89536 


474080 


1 


R3 


RES> 


RTL. 


FILR, lOOO V-5%, 1/ioy 


514265 


89536 


51-^65 


1 


R5 


RES, 


CER, 


lOOK +/-10Z, 1/2U 


529099 


89536 


529099 


1 


R6 


RES, 




100 +/-10Z, 1/2U 


529115 


89536 


529115 


1 


R7 


RES, 


OAR, 


CERi IK +/-10Z, 1/2U 


513259 


89536 


513259 


1 


R8 


RES, 


corp, 


220K +7-10Z, 2W 


110177 


01121 


«1011 


1 


RU 


RES, 


VAR, 


CER, 500 1/2W 


447730 


89536 


447730 


1 


R12 


RES, 


CERfET, 200 +/-10Zi l/2y 


474973 


89536 


474973 


1 


R13 


RES, 


RTL. 


FILR, 80. 6K V-i%, 1/^ 


281221 


91637 


CrF558062=’ 


1 


R14 


RESi 


DEP. 


CAR, IR +/-5Z, 


348987 


80031 


CR251-4-5P1R 


4 


R15 


RES, 


OEP- 


cm. 20 V-5Z, 1/^ 


442202 


80031 


a?25i“4~5P20E 


2 


R16 


RES, 


RTL. 


FILR, 900 +/-0.1Z, 1/8W 


461988 


91637 


Q1F55901 


1 


R17 


RESi 


RTL. 


FILR 90 +/-0.1Z, 1/8U 


461970 


91637 


CTF55902 


1 


R18 


RESi 


UW, 9 +/-.15X, lU 


461962 


89536 


461962 


1 


R19 


RESi 


CC^, 


lOOK V-SZ, 2U 


285056 


89536 


285056 


1 


R20 


RES. 


COT, 


2.2R +/-10Z, 1/2U 


108225 


89536 


285056 


1 


R21 


RESi 


COT, 


22R V-5Z, 


221986 


01121 


CS2265 


1 


R23 


RES, 


DEP. 


CAR. 100 +/~5Zi l/^ 


348771 


80031 


CR25i-4-5Pi00E 


2 


R24 


RES. 


COT, 


4.7H W-5X. 1/4U 


220046 


01121 


C84755 


4 


R25 


RES, 


DEP. 


CAR, 12 +/-5Z, 1/^ 


442178 


80031 


CR251-4-5P12E 


1 


R26 


RES. 


DEP. 


CAR, 9.1 +/~5Z, 1/4U 


441303 


80031 


CR2Sl--!h5P9El 


1 


R27 


RES, 


COT, 


10 +/-10Z, 1/2U 


108092 


01121 


EBlOOl 


1 


R28 


RES, 


DEP. 


cm, IK +/-5Z. 1/^ 


343426 


80031 


CR251-4^1K 


1 


R29 


RES. 




IR +/-10Z, 1/2U 


485052 


89536 


485052 


1 


R30 


RES. 


DEP. 


CAR, 470K +/-5Z, 1/^ 


342634 


80031 


CR251-4-5P470K 


1 


R31 


RES, 


COT, 


470 V~10Zi 1/2U 


108415 


01121 


EB47U 


1 


R32 


RES, 


DEP.CAR, IR +/-5X, l/4y 


348987 


^31 


CR251-4-5P1R 


REF 


R33 


RES, 


DEP. 


CAR, IR V-5Z, 1/^ 


3^®987 


80031 


CR251-4-5P1R 


REF 


R35 


RES, 


RTL. 


FILR, 59K +/-1Z, 1/8W 


261677 


91637 


CrF555902^ 


1 


R36 


RESi 


DEP. 


CAR, 15K +/-5Zi 1/4W 


34^54 


80031 


C8251-4-5P15K 


2 


R37 


RES, 


COT 


4-7R +/-5Z, 1/^ 


220046 


01121 


C2A755 


REF 


R38 


RES, 


DEP. 


cm. 15K V-5Z, 1/4U 


3^«854 


80031 


CRSi-4-5P15K 


REF 


R39 


RESi 


RTL, 


FILR, 232K +/-1Z, 1/m 


276618 


91637 


CRF552323 


1 




RES, 


DEP, 


CAR, 680 +/-5Z, 1/*^ 


368779 


80031 


CR251-4-5P680E 


1 


R42 


RESi 


DEP. 


CAR, 27K -t-/-5Zil/^ 


441501 


80031 


CR251-4-5P27K 


1 


R43 


RESi 


DEP. 


CAR, 750K V-5Z, 1/8W 


442525 


80031 


CRK1-4-5P750K 


1 


R44 


RES, 


DEP. 


cm. lOO +/-5Z, 1/^ 


348771 


80031 


CR25i-4-5Pi00£ 


REF 


R45 


RES, 


COT 


4.7R +/-5Z, l/m 


220046 


01121 


C84755 


REF 


R46 


RES, 


FXD, 


27K +/-5Z, 1/^ 


441501 


80031 


C3J251-4-5P27K 


1 


R47 


RES, 


DEP. 


CAR, 8-2K +/-5Z, 1/m 


441675 


80031 


CR251-4— 5P8K2 


1 


R48 


RES, 


DEP. 


cm. 15K +/-5Z, 1/^ 


3^^ 


80031 


CR251-4-5P15K 


REF 




RES, 




cm. 27K v-5%, 1 /m 




80031 




1 


R51 


RES, 


DEP. 


cm. 20 +/-5Z, 1/*^ 




80031 


1 

u 

i 

a: 

■ 


REF 


R52 


RES. 




47R V-lOZi 1/2W 


146415 


89536 


146415 


1 


R53 


RES. 




4,7R V-5Z. i/m 


220046 


01121 


C84755 


REF 


R54 


RES, 


LgH 


CAR, IR +/-5Z, 1/m 


3*^987 






REF 


R55 


RES, 




cm. 470K V-5%, 1/m 


342634 






1 


R56 


RES, 


CAR. 


DEP, 1 V-5Zi 1/4U 


257665 


80031 


CR251-4-5PIE 


1 


RTl 


T>Of1ISTCiR 


446849 


50157 


X80010200 


1 


RVl 


^ISTCS 




4^672 


09214 


V430f1A7 


3 


RV2 


MASISTt^ 




4^672 


09214 


V43OT7 

















RM3 


MARISTOi? 


AA7672 


09214 


^A3Gmr 


REF 




Sl-SlO 


SWITCH ASSETSLY 


507707 


89536 


507707 


1 




Sll 


SWITCH 


A73736 


89536 


473736 


2 




S12 


SWITCH 


473736 


S9536 


473736 


REF 




T2 


-mPiSfmrER, (battery rtm.) 


574489 


89536 


514489 


1 




T3 


DC-OC (BATTOIY fmEU 


614123 


89536 


614123 


1 




TP 1-5 
TP7-13 


TESNXHAl. PINS 


3794:^ 


89536 


3794^ 


12 




U1 


RESISTED fETUS?K 


501080 


89536 


501080 


1 


1 


U2 


RESISTOR ICTWORK 


512905 


89536 


512905 


1 


1 


U3 


RESISTOR fCn«3?K 


523556 


89536 


513556 


1 


1 


UA 


RESISTCa? NE71K»K 


513580 


89536 


513580 


1 


1 


U5 


RESISTCS ICTW^K 


519736 


89536 


519736 


1 


1 




IC, RES, 2-RESISTC» SHUNT 


461491 


89536 


461491 


1 


1 


U7 


1C* CP-ATP, COTEh^TED, 8-PIN DIP 


418566 


1^4 


LR^9N/CR3999 


2 


1 


m 


IC, CP-AfP, Ot^, COTENSATED, 8-^IN DIP 


418566 


18324 


Lft^9K/CS3999 


REF 




U9 


IC, LOW prao, Dt^ yOLTA($ CWARATCg? 


478354 


01295 


U1393N 


2 


1 


U1O0 


IC, C-ffCS, LISUID-CRYSTAL ^-SESWT 


453225 


02735 


CD40548E 


3 


1 









02735 




REF 








507376 


02735 




4 


1 


U130 


IC, C~WS, LiaUID-CRYST^^ DSPLY DRIVERS 


507376 


027^ 


CD4D568E 


REF 




U1^0 


IC, C-mS, LISUID-CSYST^ DSPLY DRIVERS 


507376 


02735 


C040568E 


REF 




U130 


IC, C-NOS, LIQUID-CRYSTAL D^LY DRIVERS 


507376 


027^ 


C0^568E 


REF 




U16® 


IC, CHIOS, LIQUID-CRYST^C A-SE^OfT 


453225 


02735 


CD4(»48E 


REF 




U2I 


IC, CPERATI®^ (8050A--®OA) 


609883 


89536 


609^ 


2 


1 


U22® 


IC, C-n3S, QUAD BILATERAL SWITCH, lA-PIN 


363838 


12040 


rt5616^^ 


1 


1 


U23 


IC, QPERATIEH*WL ATI*. <8050A-'®04) 


609883 


89536 


609883 


REF 




U26 


VOLTAGE REGULATCI? 


473793 


89536 


473793 


1 


1 


U27 


RESISTOR NETWORK 


513598 


89536 


513598 


1 


1 


U28 


RECTIFIER BRIDGE 


418582 


83003 


Vf108 


2 


1 


U30 


RECTIFIER BRIDGE 


418582 


83003 


VN08 


REF 




U31 


IC, LOU PCH£R, Dm. m.TAGE CCSPARATOR 


47B354 


01295 


U1393N 


REF 




1132 


HYBRID RhS TO DC OMOTER 


510685 


89536 


510685 


1 




U33 


RESISTOR NETWORK 


513564 


89536 


513564 


1 


1 


U3^ 


RESISTOR NETWKJK 


519728 


89536 


519728 


1 


1 


VRl 


DIC®E, 2Bm 


387217 


89536 


^72X7 


1 


1 


VR2,V^3 


DIODE, ZENER, 3HA, 5.6V V-5%<^LECT) 


5:^9 


89536 


535559 


2 


1 


U1 


WIRE ASSETBLY (RED) 


537159 


89536 


537159 


1 




U2 


WIRE AS^rSLY <BLK) 


537167 


89536 


537167 


1 




U3 


WIRE ASSEfffiLY (WHT) 


489096 


89536 


^©9096 


1 




UA 


WIRE ASSE?®LY (BLK) 


489104 


89536 


489104 


1 




U5 


WIRE ASSB18LY <\MT> 


^120 


89536 


489120 


1 




U6 


WIRE ^SENBLY (G8H,YEL) 


489112 


89536 


489112 


1 




XU17 


SOCKET, IC 


429^ 


09922 


DILB40P-108 


1 




XU18-20 


S3D<ET, 14-PIN 


276527 


09922 


DILBSJ-108 


3 




Y1 


CRYSTAL, A mz 


474072 


89536 


474072 


1 





1 Pleas® be a»are of voltage changes. 

2 Certain cc^onents eau not be 

used therefore aay not be installed. 

3 U1 P/N 5i0?^i say be used in place 
of P/N 501030. 

A U2 P/N 51083^ say be used in place 
of P/H 512905. 













OPTIONS 

RECHARGEABLE BATTERY {-01 OPTION) 
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7-1 





AC X 1 


AC buffer gain of 1 command 


AC X 100 


AC Buffer gain of 100 command 


AZ 


Auto Zero 


BP 


Back plane drive signal, 50 Hz square wave 


BT 


Low Battery, indicates that the rechargeable batteries in the —Ol Option 
need recharging 


dB 


Decibels 


DE(+R) 


De-integrate plus reference used with a negative input 


DEf-R} 


De-integrate minus reference used with a positive input 


DP 


Decimal Point 


EXT INT 


External interrupt, stops the counter in the microcomputer 


Fa 

Fb 

Fc 

Fd 


Function inputs to microcomputer 


HOLD 


A 52jusec (maximum) period immediately following INT 


HV 


High Voltage, comes on when the instrument measures 40V or greater 


iNT 


Integrate 


LCD 


Liquid Crystal Display 


LO 


Defines front panel selection of a function/range requiring an A/D gain of 10 


6L 


A 5 msec period at the beginning of auto zero when an overrange is 
detected 


P.O.R. 


Power On Reset, a 500 msec pulse at turn on which initializes the A/D 


REL 


Relative, indicates that the readings displayed are relative to the input applied 
when the R E LATI V E switch was set to ON 


RNGa 




RNG b 


Range inputs to microcomputer 


RNGc 




S 


Siemens, 1/fi 


STO 




ST1 




ST2 


Five sequential Strobe pulses 


STS 

ST4 

T&H 

W 


Touch & Hold 


X 

Y 


BCD data lines 


Z 




z 


impedance 



Figure 7-1. Mnemonics 



7-2 






Figure 7-3. A1 Main PCB Assembly, Schematic 
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